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Abstract 


The  purpose  of  this  project  was  to  to  convert  a  low-power  static  random 
access  memory  (SRAM)  chip  into  a  neutron  detector  and  then  compare  it  to 
other  standard  neutron  detectors.  This  project  serves  as  a  proof  of  principle 
for  the  use  of  memory  chips  as  radiation  detectors  and  provides  insights  about 
design  parameters  to  chip  designers,  facilitating  the  development  of  the  next 
generation  of  low-powered  neutron  detectors  capable  of  providing  real-time 
data. 

Since  commercially  available  memory  chips  are  designed  to  minimize  ra¬ 
diation  influence,  the  chips  were  modified  in  order  to  increase  their  sensi¬ 
tivity  to  neutrons.  This  was  accomplished  by  depositing  a  boron-10  (B10) 
conversion  layer  near  the  active  circuit  components.  When  bombarded  with 
neutrons,  the  conversion  layer  produces  ionized  products  capable  of  changing 
the  chips’  memory  state,  thus  indicating  the  presence  of  radiation. 

This  SRAM  detection  system  was  directly  compared  to  a  state-of-the- 
art  powered  helium-3  (He3)  system.  Three  non-powered  detectors,  bubble 
dosimeters,  thermo-luminescent  dosimeters,  and  track-etch  dosimeters,  were 
also  evaluated.  The  detection  systems  were  assessed  using  two  polyethylene- 
moderated  neutron  sources,  namely  plutonium-beryllium  and  a  deuterium- 
tritium  neutron  generator. 

This  study  showed  that,  in  comparison  to  conventional  detection  systems, 
the  memory  chips  available  for  testing  had  in  general  a  much  greater  dynamic 
range  and  provided  reliable  real-time  data  while  operating  at  relatively  low 
power.  In  addition,  while  they  proved  to  be  less  efficient  than  the  pow¬ 
ered  He3  system,  the  memory  chips  modified  with  a  B10  required  much  less 
power  and  revealed  the  potential  for  future  sensitivity-enhancing  modifica¬ 
tions.  This  project  has  shown  that  the  undoubtedly  unique  characteristics  of 
a  memory  cell  based  detection  system  have  the  potential  to  improve  existing 
technologies  and  enable  important  new  applications  such  as  those  in  health 
physics  or  homeland  security. 
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Chapter  1 

Neutron-Detection  Systems 


This  chapter  will  provide  background  material  necessary  to  understanding 
neutron-detection  system  applications,  neutron  production  and  classifica¬ 
tion,  neutron  interactions  with  matter,  and  conventional  neutron  detection 
systems  that  were  evaluated  by  this  project.  This  information  provides  a 
foundation  for  understanding  how  a  memory-based  neutron  detection  sys¬ 
tem  is  inherently  different  from  conventional  systems. 


1.1  Overview  of  Neutron-Detection  System 
Applications 

Neutron-detection  systems  have  been  developed  for  a  wide  range  of  vital 
applications.  In  the  field  of  health  physics,  which  is  concerned  with  radi¬ 
ation  physics  and  radiation  biology,  neutron  detectors  function  as  personal 
dosimeters  measuring  absorbed  ionizing  radiation  in  human  tissue,  and  as 
area  monitors  (or  rem- meters).  Specifically,  the  United  States  Navy  uses 
the  DT-702  thermoluminescent  dosimeter  (TLD)  to  measure  personal  neu¬ 
tron  (n),  gamma  (7),  and  beta  exposure  and  the  AN/PDR-70  to  monitor 
the  neutron  radiation  level  in  spaces  on  nuclear  powered  vessels.  In  addition 
to  assuring  human  beings  are  not  exposed  to  dangerous  levels  of  radiation, 
neutron-detection  systems  are  used  in  commercial  nuclear  power  plants  for 
monitoring  spent  atomic  fuel  and  in-core  and  out-of-core  reactor  instrumen¬ 
tation.  Neutron  detectors  have  also  been  utilized  as  a  method  of  verifying 
compliance  with  international  nuclear  weapons  treaties,  such  as  the  Nuclear 
Nonproliferation  Treaty.  Finally,  neutron  detectors  are  being  used  for  im- 
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portant  homeland  security  applications.  Cargo  containers  are  occasionally 
screened  for  the  presence  of  special  nuclear  material  (SNM)  at  U.S.  ports 
of  entry  by  customs  inspectors,  outside  these  ports  by  border  patrol  agents, 
and  on  board  ships  entering  the  U.S.  territorial  waters  by  the  Coast  Guard. 
SNM  is  nuclear  material  that  contains  isotopes  of  uranium  and  plutonium 
which  have  the  potential  to  be  used  as  the  fuel  in  nuclear  weapons.  SNM 
emits  neutrons,  making  neutron  detection  of  this  material  feasible. 


1.2  Neutron  Production  and  Classification 


A  desire  to  detect  neutrons  for  the  purposes  outlined  in  Section  |1.1|  leads  to 
the  necessity  of  understanding  neutron  production.  The  most  prolific  source 
of  neutrons  is  the  nuclear  reactor,  in  which  uranium,  plutonium,  or  thorium 
nuclei  undergo  fission,  emitting  multiple  neutrons.  The  energy  distribution 
of  these  fission  neutrons  peaks  at  0.7  MeV  and  has  a  mean  value  of  2  MeV  [TJ. 
Fissioning  also  produces  fission  fragments,  of  which  approximately  forty  types 
are  neutron  emitters  pQ. 

Because  the  type  of  reaction  a  neutron  undergoes  depends  highly  on  the 
neutron’s  energy,  it  is  convenient  to  classify  neutrons  based  on  their  kinetic 
energy.  For  the  purpose  of  this  project,  neutrons  are  divided  into  two  cat¬ 
egories:  fast  neutrons  and  slow  neutrons.  The  two  classifications  will  be 
divided  at  about  1  eV,  which  corresponds  to  “the  energy  of  the  abrupt  drop 
in  absorption  cross-section  in  cadmium”  [2],  The  term  thermal  neutrons  will 
apply  to  slow  neutrons  that  have  approximately  the  same  kinetic  energy  as 
molecules  in  their  environment  [Tj.  Because  the  most  probable  energy  for 
neutrons  at  a  standard  temperature  of  293  K  is  0.025  eV,  this  energy  is  often 
implicit  when  discussing  thermal  neutrons. 


1.3  Neutron  Interactions  with  Matter  and  Neu¬ 
tron  Detection 

Because  neutrons  carry  no  charge,  detecting  their  presence  poses  a  signifi¬ 
cant  challenge  and  detection  mechanisms  are  often  based  on  measurement 
of  secondary  radiation.  Secondary  radiations  resulting  from  neutron  interac¬ 
tions  are  often  heavy,  positively-charged  particles  (i.e.  have  an  atomic  weight 
greater  than  or  equal  to  1  u),  which  tend  to  have  a  very  short  range  in  liq- 
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uid  or  solid  media.  All  neutron-detection  systems  directly  detect  secondary 
charged  particles,  such  as  protons  (p)  and  alpha  particles  (a),  created  by  the 
conversion  of  incident  neutrons  [2j. 

When  considering  thermal  neutrons,  important  nuclear  interactions  in¬ 
volve  elastic  scattering  off  nuclei  as  well  as  an  array  of  neutron-induced  nu¬ 
clear  reactions.  Since  the  kinetic  energy  of  slow  neutrons  is  relatively  small, 
very  little  energy  can  be  transferred  to  the  nucleus  in  elastic  scattering.  Elas¬ 
tic  scattering,  therefore,  is  generally  not  a  feasible  interaction  on  which  to 
base  a  thermal  neutron-detection  system.  However,  elastic  scattering  colli¬ 
sions  have  a  relatively  high  probability  of  occurrence,  often  bringing  fast  neu¬ 
trons  into  thermal  equilibrium  with  the  medium  before  any  other  interaction 
takes  place.  The  most  significant  slow  neutron  interactions  are  neutron- 
induced  reactions  that  create  secondary  radiations  of  adequate  energy  for 
direct  detection.  Due  to  low  incoming  neutron  energy,  these  reactions  must 
have  a  positive  nuclear  disintegration  energy  (or  Q-value)  to  be  energetically 
possible  [2],  Because  the  secondary  radiations  are  charged  particles,  reac¬ 
tions  such  as  (n,a),  (n,p),  and  (n, fission)  are  the  most  attractive  for  neutron 
detection  [2j. 

Scattering  nuclear  reactions  are  more  dominant  in  the  case  of  fast  neu¬ 
trons  than  slow  neutrons  because  the  probability  of  most  neutron-induced 
reactions  in  detectors  drops  significantly  with  increased  neutron  energy.  Scat¬ 
tering  allows  for  moderation,  or  slowing  of  fast  neutrons  to  lower  energies. 
The  most  efficient  moderator  is  hydrogen  because  the  neutron  can  lose  up 
to  all  its  energy  in  a  single  collision  with  a  hydrogen  nucleus  [2].  In  order 
for  the  neutron-induced  reactions  discussed  in  relation  to  slow  neutrons  to 
be  useful  in  the  detection  of  fast  neutrons,  an  effective  moderator  must  be 
used. 


1.4  Conventional  Neutron-Detection  Systems 

An  understanding  of  conventional  neutron-detection  systems  is  important 
to  the  project  for  two  reasons.  First,  conventional  detection  systems  serve 
as  points  of  comparison  for  the  memory  chip  detectors  characterized  by  the 
project.  Second,  understanding  their  inherent  advantages  and  disadvantages 
helps  one  realize  how  a  detection  system  based  on  memory  chips  is  funda¬ 
mentally  different.  Conventional  neutron-detection  systems  are  conveniently 
divided  into  two  sub  categories,  non-powered  and  powered.  As  a  group,  non- 
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Detector  Class 

Advantages 

Disadvantages 

Non-Powered 

•  Require  no  external  en- 

Passive  (can  only  be  read  af- 

ergy  source. 

•  Relatively  inexpensive. 

ter  exposure). 

Powered 

Active  (can  be  read  at 

Require  a  significant  amount 

will). 

of  power. 

Table  1.1:  Advantages  and  disadvantages  of  non-powered  and  powered  con¬ 
ventional  neutron-detection  systems. 


powered  detection  systems  share  advantages  and  disadvantages  compared 
to  powered  detectors.  They  are  attractive  because  they  require  no  exter¬ 
nal  energy  source  and,  therefore,  can  operate  in  almost  any  environment. 
In  addition,  they  are  relatively  inexpensive  compared  to  more  complicated 
powered  detectors.  The  biggest  drawback  on  non-powered  detection  systems 
is  that  they  generally  provide  the  user  no  instantaneous  information.  The 
information  they  provide  about  radiation  exposure  is  only  obtained  after  the 
detector  has  been  removed  from  the  environment  and  read.  Non-powered 
detection  evaluated  in  this  project  include  the  TLD,  bubble  dosimeter,  and 
track-etch  dosimeter.  It  is  worth  noting  that  unlike  TLDs  and  track-etch 
dosimeters,  bubble  dosimeters  provide  the  user  information  about  neutron 
exposure  about  ten  minutes  following  exposure. 

While  non-powered  detectors  are  unrivaled  in  their  simplicity  and  cost, 
some  applications  require  information  on  radiation  exposure  more  quickly 
and  more  often.  In  these  cases,  powered  detection  systems  are  utilized.  Al¬ 
though  these  detectors  have  the  inherent  drawback  of  requiring  an  outside 
power  source,  they  have  the  distinct  advantage  of  being  active,  that  is,  of 
being  interrogated  or  read  at  will.  The  powered  detection  system  that  was 
considered  in  this  project  was  a  He3  proportional  counter.  The  advantages 
and  disadvantages  of  each  detector  class  are  summarized  in  Table  |1.1| 
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1.5  Non-Powered  Neutron-Detection  Systems 
Evaluated 

1.5.1  TLD 

The  TLD  is  a  small,  non-powered  radiation  detector  commonly  used  by  per¬ 
sonnel  working  in  radioactive  environments  to  measure  exposure  to  radiation 


(see  Figure  1.1  on  the  next  page).  TLDs  contain  a  class  of  inorganic  crys¬ 


tals  that  measure  ionizing  radiation  exposure  by  quantifying  the  amount  of 
visible  light  emitted  from  the  crystal  in  the  detector  when  the  crystal  is 
heated.  The  amount  of  light  emitted  is  dependent  upon  the  radiation  ex¬ 
posure.  The  most  commonly  used  material  for  TLDs  by  the  United  States 
Navy  is  lithium  fluoride  (LiF).  As  the  radiation  interacts  with  the  crystal  it 
causes  electrons  in  the  crystal’s  atoms  to  jump  to  higher  energy  states,  where 
they  stay  trapped  due  to  impurities  (usually  copper,  phosphorus,  or  magne¬ 
sium)  in  the  crystal,  until  heated.  Heating  the  crystal  causes  the  electrons 
to  drop  back  to  their  ground  state,  releasing  a  photon  of  energy  equal  to  the 
energy  difference  between  the  trap  state  and  the  ground  state.  By  recording 
the  relative  light  intensity  as  a  function  of  time,  the  radiation  exposure  can 
be  calculated.  TLDs  are  extraordinarily  practical  because  a  single  detector 
can  be  reused  many  times.  The  TLDs  used  in  this  experiment  were  typical 
of  those  used  in  the  United  States  Navy  for  dosimetry  purposes.  They  were 
obtained  from  and  read  by  the  Naval  Dosimetry  Center  (NDC)  in  Bethesda, 
MD. 


1.5.2  Bubble  Dosimeters 

Bubble  dosimeters  are  vials  containing  8  cm3  of  clear,  elastic  polymer  (see 


Figure  1.2  on  the  following  page).  The  emulsion  is  made  sensitive  to  radia¬ 
tion  through  the  suspension  of  104  —  105  droplets  (about  20  pm  in  diameter) 
in  the  polymer  [3].  Pressure  and  temperature  conditions  are  varied  so  that 
the  liquid  droplets  become  superheated  or  overexpanded.  The  liquid  remains 
in  this  state  unless  it  is  sufficiently  disturbed,  producing  a  more  stable  state 
of  equilibrium  by  flashing  into  a  vapor.  This  phase  transition  requires  some 
sort  of  nucleation  trigger  that  can  be  provided  by  the  charged  particles  pro¬ 
duced  by  interactions  with  incident  neutrons.  As  these  charged  particles 
pass  through  the  emulsion,  they  deposit  energy,  producing  local  regions  of 
high  energy  density  that  cause  local  vaporization.  If  the  area  of  local  vapor- 
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Figure  1.1:  TLD  card  (left)  and  holder  (right).  The  four  sensitive  areas  are 
on  the  card  and  contain  lithium  fluoride  (LiF)  crystals. 


Active  Area 


Figure  1.2:  Bubble  dosimeter. 


ization  surrounding  the  track  reaches  a  certain  critical  size,  it  will  result  in 
further  vaporization  and  the  entire  droplet  will  flash  into  a  bubble  of  vapor. 
These  bubbles  are  typically  up  to  a  millimeter  in  diameter  [2j.  As  a  result, 
the  bubbles  can  be  easily  seen  by  simple  visual  inspection  and  indicate  the 
presence  of  neutron  radiation.  Like  TLDs,  bubble  dosimeters  are  resuable. 
The  bubble  dosimeters  evaluated  in  this  project  were  products  of  Bubble 
Technologies  Industries  (BTI),  Chalk  River,  Canada  [1]. 
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Figure  1.3:  Track  etch  dosimeter. 


1.5.3  Track-Etch  Dosimeters 


A  track-etch  dosimeter  (see  Figure  1.3)  is  a  thin  plate  or  film  of  a  material 
that  will  register  the  track  of  an  ionizing  particle.  Transferring  energy  to 
electrons,  an  ionizing  charged  particle  passing  through  a  dielectric  material 
leaves  a  trail  of  damaged  molecules  along  the  particle  track.  This  track 
becomes  visible,  in  some  materials,  when  etched  in  a  strong  acid  or  base 
solution.  Materials  utilizing  this  concept  to  detect  particles  are  called  track- 
etch  dosimeters.  When  neutrons  are  the  particles  of  interest,  a  converter 
such  as  lithium-6  (Li6)  or  B10  is  used  in  conjunction  with  a  material  that 
registers  alpha  tracks.  Alternatively  for  neutron  detection,  a  foil  of  fissionable 
material  can  be  used  to  generate  fission  fragments  that  register  in  all  track- 
etch  materials.  When  the  converter  foil  and  registration  material  are  kept 
in  close  contact,  an  image  of  the  detected  neutron  distribution  can  be  seen 
upon  etching.  Unlike  TLDs  and  bubble  dosimeters,  track-etch  dosimeters  are 
not  reusable.  The  track  etch  dosimeters  and  exposure  reports  were  obtained 
from  Landauer,  Inc.,  Glenwood,  Illinois  |5j . 
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1.6 


Powered  Neutron-Detection  Systems:  He3 
Proportional  Counter 


While  there  are  a  wide  variety  of  powered  neutron  detection  systems  available 
commercially,  the  one  chosen  for  evaluation  in  this  project  was  a  He3  propor¬ 
tional  counter.  All  proportional  counters  operate  under  a  similar  principle. 
Physically,  proportional  counters  are  gas-filled  tubes.  An  incoming  ionizing 
particle,  if  it  has  adequate  energy,  frees  electrons  from  the  atomic  orbital  of 
the  gas  atoms,  creating  ion  pairs  consisting  of  an  electron  and  a  positively 
charged  atom.  The  ionizing  particle  leaves  a  trail  of  ion  pairs  along  its  tra¬ 
jectory.  The  electrons  then  drift  towards  the  anode,  or  readout  electrode, 
while  the  positively  charged  atoms  travel  toward  the  cathode.  As  they  drift 
towards  the  readout  electrode,  the  electrons  gain  enough  energy  to  create 
further  ion  pairs,  which  in  turn  create  a  cascade  of  ion  pairs  known  as  an 
avalanche.  If  the  operating  voltage  of  the  detector  is  chosen  carefully,  each 
avalanche  process  occurs  independently  of  other  avalanches  which  derive  from 
the  same  initial  ionizing  event.  In  this  way,  the  total  amount  of  charge  cre¬ 
ated  remains  proportional  to  the  amount  of  charge  liberated  in  the  original 
event  despite  an  exponential  increase  of  free  electrons.  Since  the  number  of 
ion  pairs  created  by  the  incident  ionizing  charged  particle  is  proportional  to 
its  energy,  one  can  find  the  particle’s  kinetic  energy  by  measuring  the  to¬ 
tal  charge  between  the  electrodes.  This  project  uses  the  Thermo  Scientific 
Interceptor™ (see  Figure  1.4  on  the  following  page),  a  state-of-the-art  radi¬ 


ation  monitor  intended  to  identify  both  gamma  and  neutron  radiation  and 
warn  the  user  if  a  radiation  level  exceeding  a  user  defined  threshold  is  de¬ 
tected  [6].  This  system  contains  a  He3  proportional  counter  which  counts 
thermal  neutrons. 


1.7  Current  Detection  Methods  Based  on  In¬ 
tegrated  Circuit  Components 

While  radiation  detection  methods  based  on  integrated  circuit  components 
have  been  utilized  in  the  past,  this  class  of  particle  detector  has  low  sensitivity 
to  neutrons.  As  a  result,  no  neutron-detection  system  relying  on  memory 
cells  is  currently  competitive  with  other  detectors.  Conventional  detection 
systems  that  rely  on  integrated  circuit  components  are  the  direct  ion  storage 
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Figure  1.4:  Thermo  Scientific  Interceptor™. 


(DIS)  dosimeter  and  the  metal  oxide  semiconductor  field  effect  transistor 
(MOSFET)  dosimeter.  The  DIS  dosimeter  pairs  a  gas-filled  ion  chamber 
with  a  semiconductor  nonvolatile  memory  cell.  The  MOSFET  dosimeter 
has  been  used  to  measure  cumulative  exposure  to  ionizing  radiation.  Both  of 
these  detectors  have  been  used  to  effectively  measure  X-  and  gamma  rays  [2] . 
The  MOSFET  dosimeter  has  been  shown  to  detect  fast  neutrons  through  the 
use  of  an  adjacent  hydrogenous  converter  layer  that  generates  recoil  protons, 
but  is  relatively  insensitive  compared  to  other  methods  [2]. 
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Chapter  2 

Utilizing  Static  Random  Access 
Memories  for  Neutron 
Detection 


While  Chapter  [T|  focused  on  conventional  neutron-detection  systems,  this 
chapter  outlines  the  development  of  a  new  concepts  in  neutron  detection. 
Specifically,  it  focuses  on  the  mechanism  that  makes  the  development  of  a 
memory-based  neutron-detection  system  possible.  In  addition,  it  outlines  the 
modification  process  that  was  used  to  enhance  the  memory  chips’  sensitivity 
to  radiation. 


2.1  Related  Work:  Perforated  Thin  Film  Coated 
Semiconductor  Thermal  Neutron  Detec¬ 
tors 

Before  the  detailed  discussion  regarding  the  use  of  SRAMs  and  neutron  detec¬ 
tors,  it  is  worth  mentioning  research  related  to  the  neutron  detection  concept 
evaluated  by  this  project.  Currently,  research  led  by  Douglas  S.  McGregor 
is  being  conducted  at  Kansas  State  University  that  focuses  on  the  develop¬ 
ment  of  a  perforated  and  thin  film  coated  semiconductor  thermal  neutron 
detector.  The  detectors  are  pin  diodes  that  are  produced  from  high  purity 
Si  wafers  that  have  thousands  of  circular  perforations  etched  vertically  into 
the  surface  of  the  wafer.  These  perforations  are  then  backfilled  with  neutron 
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Access 


N,  N2 

- 3= - 

Figure  2.1:  Six-transistor  SRAM  schematic  [9].  Two  n-type  (N1  and  N2) 
and  two  p-type  (PI  and  P2)  transistors  form  two  cross-coupled  inverters 
that  store  a  single  bit  of  information  (a  binary  0  or  1).  The  two  transistors 
labelled  “Access”  are  used  during  read  and  write  operations. 

converter  materials,  namely  B10  and/or  Li6.  Prototype  devices  delivered  over 
3.8%  thermal  neutron  detection  efficiency  while  operating  on  15  V.  Higher 
efficiencies  (greater  than  30%)  are  listed  for  similar  devices,  however  these 
efficiencies  are  based  on  modeling  rather  then  experimental  results  and  the 
voltage/power  requirements  are  not  given.  Due  to  the  compact  size,  rela¬ 
tively  low  power  requirements  and  low  cost  of  production,  these  devices  could 
feasibly  be  implemented  for  both  dosimetry  and  remote  monitoring  00- 

2.2  Static  Random  Access  Memory  Device 
Layout 

Figure  |2T]  shows  a  single  memory  storage  location  of  a  typical  static  random 
access  memory  (SRAM).  Each  bit  in  an  SRAM  is  stored  on  four  transistors 
(two  n-type,  N1  and  N2,  and  two  p-type,  PI  and  P2)  that  form  two  cross- 
coupled  inverters.  This  storage  cell  has  two  stable  states  which  are  used  to 
denote  binary  0  and  1.  Two  additional  access  transistors  control  the  access  to 
a  storage  cell  during  read  and  write  operations.  A  typical  SRAM,  therefore, 
uses  six  transistors  to  store  each  memory  bit. 
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2.3  Soft  Error  Phenomenon  and  Single  Event 
Upsets 


Errors  in  electronics  are  typically  divided  into  two  categories,  hard  and  soft. 
Hard-errors  are  caused  by  defects — usually  due  to  mistakes  in  design  or  con¬ 
struction,  or  a  broken  component.  They  are  permanent,  irreversible  errors. 
Soft-errors,  on  the  other  hand,  involve  the  spontaneous  change  in  the  digital 
information  in  a  memory  cell  without  damage  to  the  component.  Soft  errors 
involve  changes  to  data  but  not  changes  to  the  physical  circuit  itself. 

In  an  SRAM,  a  soft  error  involving  a  change  of  state  caused  by  ions  strik¬ 
ing  a  sensitive  node,  is  called  a  single  event  upset  (SEU).  The  mechanism  by 
which  an  SEU  is  produced  occurs  after  an  energetic  ionizing  particle  has  been 
brought  to  rest  in  the  silicon  near  sensitive  device  nodes  (Nl,  N2,  PI,  and 
P2  in  Figure  2.1  on  the  preceding  page).  As  the  charged  particle  traverses 
through  the  silicon,  it  produces  a  dense  radial  distribution  of  electron-hole 


pairs  as  illustrated  in  the  the  n-type  junction  shown  in  Figure  2.2(a)  on  the 
next  page}  If  this  ionization  track  traverses  the  depletion  region, 


carri¬ 


ers  are  rapidly  collected  by  the  electric  field,  thereby  compensating  for  the 
charge  stored  on  the  junction”  ra-  Outside  the  depletion  region,  the  non- 
equilibruim  charge  distribution  creates  a  temporary  funnel-shaped  potential 
distortion  (see  Figure  2.2(b)  on  the  following  page)  along  the  path  of  the  ion¬ 
izing  particle,  furthering  the  effects  of  charge  collection  by  drift  (movement 
of  charge  carriers  due  to  the  applied  electric  held)  [TO],  As  the  funnel  col¬ 
lapses,  diffusion  (distribution  of  particles  from  regions  of  high  concentration 
to  regions  of  low  concentration)  dominates  the  collection  process  (see  Fig¬ 


ure 


2.2(c) 


on  the  next  page )  until  all  the  excess  carriers  have  been  collected, 

The  cumulative 


recombined,  or  diffused  away  from  the  junction  area  [lU 
collected  charge  ( Qcoii ),  depends  on  the  ionizing  particle’s  energy,  trajectory, 
the  junction  structure  and  type,  and  the  local  electrical  field.  If  Qcou  exceeds 
the  critical  charge  required  for  an  upset  ( QCHt ),  a  SEU  occurs.  Qcrit  depends 
on  the  node  capacitance  and  voltage,  the  restoring  current  provided  by  feed¬ 
back,  and  the  time  required  for  the  circuit  to  switch  to  its  opposing  data 
state  ITOl. 
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(a)  (b)  (c) 


Figure  2.2:  Pictorial  representation  of  a  single  event  upset.  In  2.2(a) 


an 


ionizing  particle  traverses  through  a  sensitive  device  node,  producing  a  dense 
radial  distribution  of  electron-hole  pairs.  Next,  in  2.2(b) ,  the  non-equilibrium 
charge  distribution  creates  a  funnel-shaped  potential  distortion,  furthering 
the  effects  of  charge  collection  by  drift.  Finally,  as  shown  in  2.2(c) ,  the  funnel 
collapses,  and  diffusion  dominates  the  collection  process  until  all  the  excess 
carriers  have  been  collected,  recombined,  or  diffused  away.  If  the  cumulative 
charge  collected  in  this  process  exceeds  the  critical  charge  required  for  a  SEU, 
a  bit-flip  occurs,  indicating  the  presence  of  radiation. 
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2.4  Commercial  SRAMs  as  Neutron  Detec¬ 
tors 


Analyzing  trends  in  SRAM  performance  resulting  from  technological  ad¬ 
vances  is  essential  to  understanding  the  use  of  SRAMs  in  neutron  detection. 
A  performance  metric  useful  for  this  discussion  is  soft  error  rate  (SER), 
“which  is  the  sensitivity  of  a  chip  to  radiation,  or  its  probability  of  failure 
from  radiation1'  Em-  SER  is  of  interest  because  it  indicates  the  probability 
that  a  spontaneous  change  in  digital  information  will  result  from  radiation  ef¬ 
fects.  An  SRAM  chip  with  a  high  SER,  therefore,  makes  an  inferior  memory 
device  but  an  excellent  neutron  detector.  (The  performance  metrics  used  to 
evaluate  the  chips  tested  in  this  project  are  defined  in  Section  5.1  on  page  39 ). 

Remaining  valid  since  originally  formulated  in  1965,  Moore’s  Law  states 
that  the  number  of  transistors  that  can  be  placed  inexpensively  on  an  inte¬ 
grated  circuit  will  increase  exponentially,  doubling  approximately  every  two 
years  ra-  This  evolution  of  integrated  circuitry  has  an  important  impli¬ 
cation:  the  SER  of  a  common  SRAM  chip  has  increased  significantly  over 
time.  This  trend  can  be  explained  by  considering  two  important  factors: 
decreased  volume  of  individual  bits  and  the  resulting  increase  in  the  num¬ 
ber  of  bits/chip.  The  significantly  smaller  active  volume  of  the  individual 
transistors  results  in  a  decrease  in  the  number  of  fails/bit  (see  Figure  2.3 


on  the  next  page).  As  the  volume  of  individual  bits  decreases,  however, 
the  number  of  bits/chip  drastically  increases.  As  a  result,  the  number  of 
soft  fails/chip  has  increased  significantly.  Although  these  trends  oppose  one 
another,  the  increased  number  of  bits/chip  not  only  compensates  for  the  de¬ 
crease  in  fails/bit,  it  adds  enough  bits  to  reverse  the  effect  and  make  recent 


chips  more  sensitive  than  older  chips.  This  trend  is  illustrated  in  Figure  2.4 


on  page  16  The  resulting  implication  is  that  these  commercial,  off-the-shelf 


(COTS)  chips  could  prove  to  be  effective  neutron  detectors. 


2.5  Motivation  for  Sensitivity-Enhancing  Mod¬ 
ification 

Although  COTS  SRAMs  are  becoming  increasingly  more  susceptible  to  radiation- 
induced  SEUs,  memory  chips  are  intended  to  do  precisely  what  their  name 
suggests — store  information.  For  this  reason,  commercially  available  chips 
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Year  Started  Manufacturing 


1984 
1986 
1988 
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2000 
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100  200  400  600  8001000  2000  4000 

Cosmic  SER  (Fails/Mbit-hr  x  10  9) 

Figure  2.3:  SER  trends  from  1984-2004  m-  As  the  active  volume  of  indi¬ 
vidual  transistors  decreases  over  time,  there  is  a  decrease  in  the  number  of 
fails/bit. 


SER  of  SRAMS  (FIT/Mbit) 
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SER  of  SRAMS  (FIT/Chip) 


Cosmic  SER  (Fails/chip-hr  xIO'9) 


Figure  2.4:  SER  trends  from  1984-2004  nn-  Due  to  decreasing  volume 
of  individual  bits,  the  number  of  bits/chip  drastically  increases  over  time, 
compensating  for  the  decreased  sensitivity  of  individual  bits  illustrated  in 
Figure  2.3  Consequently,  the  number  of  fails/chip  has  increased,  making 


the  development  of  a  memory-based  detection  system  feasible. 
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are  designed  to  minimize  the  effects  of  radiation.  This  project  aimed  to  do 
the  opposite  in  order  to  fulfill  a  different  purpose:  radiation  detection.  In 
essence,  a  forgetful  memory  makes  an  excellent  neutron  detector.  Using  the 
phenomenon  of  soft  errors  to  its  advantage,  Honeywell  4  MB  SRAMS  [13] 
were  modified  through  the  removal  of  a  feedback  transistor  in  order  to  make 
the  devices  more  susceptible  to  radiation-induced  failures.  In  addition,  a  B10 
conversion  layer  was  applied  to  increase  the  chips’  susceptibility  to  SEUs  (see 


Section  2.6). 


2.6  Modification  Process 


2.6.1  Etching  Process 

The  modification  of  the  chip  requires  three  steps:  etching,  B10  deposition, 
and  passivation.  The  first  step,  etching,  facilitates  the  use  of  the  neutron- 
induced  Bi0(n,o:)Li'  reaction  that  greatly  enhances  the  sensitivity  of  the 
chips  (discussed  in  detail  in  Sub-Section  2.6.2  on  page  20).  In  order  to 


successfully  develop  a  process  to  accomplish  the  modification,  it  was  decided 
that  two  etching  processes  should  be  pursued  in  parallel.  At  the  University 
of  Florida,  deep  reactive-ion  etching  (DRIE)  was  pursued  (accomplished  by 
the  author  while  at  the  University  of  Florida  for  an  internship  during  May- 
June  2009).  Concurrently,  the  Naval  Research  Laboratory  (NRL)  examined 
the  feasibility  of  xenon  difluoride  (XeF2)  dry  etching.  Both  these  etching 
processes  capitalize  on  a  special  attribute  of  the  chips — silicon  on  insulator 
(SOI)  technology.  SOI-based  devices  differ  from  conventional  silicon-built 
devices  in  that  the  silicon  junction  is  above  an  electrical  insulator,  silicon 
dioxide  (Si02).  While  the  implementation  of  SOI  technology  is  one  of  several 
manufacturing  strategies  employed  to  allow  the  continued  miniaturization  of 
microelectronic  devices,  the  technology  serves  a  very  different  purpose  in  the 
context  of  this  project.  Both  DRIE  and  XeF2  dry  etching  are  highly  selective 
processes.  This  means  that  they  etch  through  silicon  (Si)  at  a  significantly 
faster  rate  than  Si02.  Thus,  the  etching  process  essentially  stops  at  the  Si02 
layer,  allowing  the  removal  of  the  silicon  substrate  without  doing  damage  to 
the  chip’s  circuitry. 

DRIE  is  a  highly  anisotropic  etch  process  (i.e.  results  in  nearly  vertical 
walled  trenches)  used  to  create  deep,  steep-sided  trenches  in  silicon.  This 
technique  alternates  repeatedly  between  two  modes  to  achieve  nearly  vertical 
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Figure  2.5:  Chip  being  mounted  on  a  4  inch  carrier  wafer. 


structures.  The  first  mode  is  a  standard  plasma  etch.  The  plasma  contains 
sulfur  hexaflouride  (SF6)  that  attack  the  wafer  in  a  nearly  vertical  direction. 
In  the  second  mode,  a  chemically  inert  passivation  layer  is  deposited.  The 
passivation  protects  the  entire  substrate  from  further  chemical  attack  and 
prevents  further  etching.  However,  during  the  etching  phase,  the  directional 
ions  that  bombard  the  substrate  attack  the  passivation  layer  at  the  bottom  of 
the  trench  (but  not  along  the  sides),  exposing  the  substrate  to  the  chemical 
etchant  [IT].  In  order  to  utilize  this  approach,  the  chip  is  mounted  on  a 
carrier  wafer  and  masked  with  Kapton  Tape,  a  film  that  is  highly  resistant 
to  the  the  etchant  chemicals  (see  Figure  2.5).  The  carrier  wafer  allows  the 


chip  to  be  inserted  in  to  the  DRIE  chamber  (see  Figure  2.6  on  the  following 


page).  The  Kapton  Tape  serves  as  a  mask,  allowing  only  the  exposed  area  to 


be  etched.  Figure  2.7  on  the  next  page  shows  the  chip  mounted  on  the  carrier 
wafer  after  the  etch  has  been  completed  and  the  Kapton  Tape  removed. 

XeF2  is  a  dry,  isotropic  etching  process  that  shows  very  high  selectivity 
of  Si  over  SiC>2.  The  etching  process  utilizes  a  simple  chemical  mechanism. 
The  reaction  describing  the  interaction  of  the  XeFo  gas  with  Si  is: 


2  XeF2(gas)  T  Si (soiid)  *  2  Xe(gas)  T  SiF4(gas) 

The  XeF2  dissociates  to  xenon  (Xe)  and  fluorine  (F)  on  the  surface  of  the 
silicon.  In  the  case  of  silicon  etching,  F  atoms  reacts  with  the  Si  and  it 
is  removed.  In  this  process,  photoresist  (a  light-sensitive  material  used  in 
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Figure  2.6:  Carrier  wafer  being  loaded  into  deep  reactive-ion  etching  cham¬ 
ber. 


Figure  2.7:  Chip  after  deep  reactive-ion  etching  process  has  been  completed 
and  aperture  has  been  etched. 
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several  industrial  processes  to  form  a  patterned  coating  on  a  surface)  is  used 
as  a  mask. 

Both  etching  techniques,  DRIE  and  XeF2  dry  etching,  successfully  created 
apertures  in  the  chips  without  damaging  the  memory  cells.  Ultimately,  it  was 
determined  that  the  XeF2  etching  process  developed  by  NRL  was  preferable 
because  it  shows  higher  selectivity  of  Si  over  Si02,  allowing  the  Si02  layer 
to  more  effectively  protect  the  active  circuitry  of  the  chip.  In  addition,  un¬ 
like  DRIE,  the  XeF2  etching  process  does  not  require  ion  bombardment  or 
external  energy  sources  in  order  to  etch  silicon. 

2.6.2  B10  Deposition  and  Passivation 

Neutron-induced  reactions  that  create  secondary  radiations  of  adequate  en¬ 
ergy  for  direct  detection  are  common  in  neutron-detection  systems.  In  order 
to  greatly  increase  the  sensitivity  of  the  SRAM  chips,  they  have  been  modi¬ 
fied  to  exploit  the  interaction  shown  below: 


5Bi0  +  on1  — >  3Li7  +  2 a4 

When  induced,  this  neutron  interaction  releases  a  lithium  and  an  alpha  par¬ 
ticle  of  significant  energy  in  exactly  opposite  directions.  The  vast  majority 
of  these  reactions  (94%)  leave  the  Li'  ion  in  its  first  excited  state.  The  Q- 
value  for  this  reaction  is  2.130  MeV  and  results  in  reaction  products,  namely 
Li'  and  a  particles,  with  energies  of  0.840  MeV  and  1.470  MeV,  respectively. 
The  2200  ™  neutron  cross-section  of  this  reaction  is  quite  high  (3840  b),  but 
drops  rapidly  with  increasing  neutron  energy  and  is  inversely  proportional  to 
neutron  velocity.  Ideally,  for  every  neutron  that  hits  the  sensitivity-enhancing 
layer  of  B10,  one  heavy,  charged  particle  will  interact  with  the  SRAM  mem¬ 
ory  cell  and  cause  a  soft  error.  In  order  for  the  lithium  and  alpha  particles 
released  by  the  interaction  to  cause  soft  errors,  the  layer  of  B10  must  be  ap¬ 
plied  close  to  the  active  memory  of  the  circuit.  To  accomplish  this,  all  but 
about  1  pm  of  the  silicon  substrate  is  etched  away.  Once  this  material  is  re¬ 


charged  particles  that  are  much  more  likely  to  cause  soft  errors  and  indicate 
the  presence  of  neutrons.  It  is  important  to  note  that  while  the  author  was  at 
the  University  of  Florida,  it  was  determined  that  the  stress  on  silicon  due  to 


2d 


moved,  a  thin  B10  film  is  deposited  in  the  resulting  free  space  (see  Figure 
on  page  22).  In  this  way,  thermal  neutrons  hitting  the  B10  release  heavy, 
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a  B10  deposition  of  3  pm  is  approximately  800  MPa.  The  stress  is  compres¬ 
sive  and  has  the  potential  to  damage  the  chip’s  circuitry.  This  fact  directly 
impacts  design  decisions  as  discussed  in  Section  [5.3  on  page  41| 

Once  the  chips  had  been  etched  using  the  XeF2  dry  etching  process  dis¬ 
cussed  in  Sub-Section  2.6.1  on  page  17  a  1  —  2  pm  layer  of  B10  was  deposited. 
To  accomplish  this,  electron  beam  physical  vapor  deposition  (EBPVD)  was 
used.  In  EBPVD,  a  target  anode  is  bombarded  with  an  electron  beam  given 
off  by  a  charged  tungsten  filament  under  high  vacuum.  The  electron  beam 
causes  target  atoms  to  transform  into  the  gaseous  phase.  Once  vaporized,  the 
atoms  Ell  the  vacuum  chamber  and  deposit  in  solid  form,  coating  everything 
with  a  thin  layer  of  the  target  material. 

After  the  B10  has  been  deposited,  it  is  necessary  to  passivate  the  thin  film 
to  prevent  it  from  oxidizing  when  in  contact  with  air.  The  material  chosen 
for  this  purpose  is  25  nm  layer  of  silicon  nitride  (Si3N4).  As  a  passivation 
material,  it  is  superior  to  Si02.  It  is  a  significantly  better  diffusion  barrier 
against  water  molecules  and  sodium  ions,  two  major  sources  of  corrosion  and 
instability  in  microelectronics  jl5j.  This  is  accomplished  by  chemical  vapor 
deposition  (CVD).  CVD  can  be  defined  as  the  deposition  of  a  solid  on  a 
heated  surface  from  a  chemical  reaction  in  the  vapor  phase  na.  The  chemi¬ 
cal  reaction  for  Si3N4  deposition  is  shown  below: 


3Si3H4(gas)  +  2N2(gas)  — >  Si3N4(solid)  +  6H2(gas) 
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Unmodified  SRAM  Cross-Section 


Modified  SRAM  Isometric  View 


Figure  2.8:  Unmodified  SRAM  cross-section  and  modified  SRAM  cross- 
section  and  isometric  respresentations.  An  aperture  was  etched  by  removing 
a  portion  of  the  SRAM’s  silicon  substrate  so  that  a  B10  conversion  layer  could 
be  applied  close  to  the  silicon  layer  with  circuits.  This  was  necessary  for  the 
secondary  radiations  created  in  the  neutron- induced  B10(n,o:)Li'  reaction  to 
cause  SEUs,  indicating  the  presence  of  radiation. 
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Chapter  3 

Experimental  Set-Up  at  the 
United  States  Naval  Academy 


This  chapter  provides  details  about  the  experimental  set-up  used  at  the 
United  States  Naval  Academy  (USNA).  First,  a  functional  block  diagram 
that  shows  all  the  subsystems  and  how  they  interacted  will  be  discussed  in 
Section  3T  Next,  Sections  T2  through  375]  will  discuss  the  subsystems  in 


more  detail. 


3.1  Functional  Block  Diagram 


In  order  to  establish  the  detection  systems’  response  to  radiation,  a  collec¬ 


tion  of  subsystems  was  developed  as  shown  in  Figure  |3.1  on  the  following 
age  Table  |3.1  on  page  25  summarizes  additional  information  regarding 
the  subsystems  and  their  functions  and  measurement  techniques.  In  order 
to  create  a  radiation  environment  suitable  for  testing  the  neutron  detection 
systems,  neutron  sources  that  provided  neutrons  of  a  well  defined  energy 
and  flux  were  needed.  In  this  experiment,  two  neutron  sources  were  used — a 
plutonium  beryllium  (PuBe)  neutron  source  and  a  deuterium-tritium  (D-T) 
neutron  generator.  Because  some  of  the  detection  systems  (bubble  dosime¬ 
ters,  He3  Interceptor™,  and  the  modified  SRAMs)  were  thermal  neutron  de¬ 
tection  systems,  the  neutrons  emitted  by  the  source  needed  to  be  slowed  to 
the  thermal  energy  range.  The  moderator,  specifically  sheets  of  polyethy¬ 
lene,  accomplished  this  function.  After  passing  through  the  moderator,  the 
neutrons  interacted  with  the  array  of  neutron  detection  systems.  The  de- 
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Figure  3.1:  Functional  block  diagram  illustrating  the  experimental  set-up 
required  to  interrogate  the  chip. 


tection  systems  were  held  at  the  same  height  and  distance  from  the  source 
by  a  detector  stand.  The  detector  stand  included  a  slot  for  a  chip  board 
that  held  the  various  SRAMs,  ultimately  allowing  for  their  voltage  control 
of  and  serial  communication  with  the  chips.  Micro-controller  #1  and  PC  #1 
controlled  the  core  operating  voltage  of  the  chip,  while  micro-controller  ^2 
and  PC  ^2  communicated  with  the  chip,  writing  memory  patterns  and  then 
reading  them  after  exposure  to  check  for  SEUs. 


3.2  Neutron  Source  and  Moderator 


In  order  to  analyze  the  detectors’  response,  neutron  sources  with  different 
neutron  energies  and  fluxes  were  used.  Neutron  flux  quantifies  the  total 
path-length  traveled  by  the  neutrons  per  unit  volume,  per  unit  time.  For 
a  mono-directional  beam  of  neutrons,  neutron  flux  becomes  the  number  of 
neutrons  crossing  a  surface  area  per  unit  time.  This  value  is  most  com¬ 
monly  measured  in  cm"  g.  As  long  as  the  dynamic  range  of  each  detection 
system  is  not  exceeded,  each  detector’s  sensitivity  should  be  independent  of 
the  source’s  flux.  In  other  words,  the  percentage  of  neutrons  the  detector  is 
able  to  detect  in  a  given  period  of  time  should  not  be  affected  by  the  total 
number  of  neutrons  passing  through  it.  In  order  to  establish  that  this  was 
the  case,  especially  in  the  analysis  of  the  memory-based  detection  system, 
two  neutron  sources  were  used.  The  first  source  was  a  stack  of  five  PuBe 


slugs  which  emit  approximately  107-  with  an  average  energy  of  4  MeV 


see 


Figure  [3.2  on  page  26).  The  second  is  a  Thermo-Electron  deuterium-tritium 
(D-T)  accelerator  (see  Figure  3.3  on  page  27),  which  produces  14.3  MeV 
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Subsystem 

Function  and  Measurement  Technique 

Neutron  Source 

Provide  neutrons  of  a  well  defined  energy  and  flux. 
Fast  flux  determined  through  copper  foil  activa¬ 
tion. 

Moderator 

Slow  neutrons  to  thermal  energy  range.  Thermal 
flux  determined  through  indium  foil  activation. 

Detector  Stand 

Hold  array  of  detectors  at  equal  height  and  radial 
distance  from  source. 

Micro-controller  #1 

Provide  user-defined  core  operating  voltage  to 
chip.  Monitored  with  oscilloscope. 

PC  #1 

User  interface  with  micro-controller  #1.  Compile 
user  input. 

Micro-controller  ^2 

Interface  between  SRAM  chip  board  and  PC  #2. 
Read  and  writes  bit  pattern  to  SRAM. 

PC  #2 

Signal  processing,  user  interface  with  micro¬ 
controller  #2.  Receives,  compiles,  and  prints  data 
from  micro-controller  #2. 

Tabic  3.1:  Subsystems  and  their  functions  and  measurement  techniques. 
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Figure  3.2:  One  of  five  PuBe  slugs. 


neutrons.  Both  sources  emit  neutrons  isotropically.  All  exposures  were  con¬ 
ducted  in  Rickover  Hall,  Room  073  at  the  United  States  Naval  Academy.  As 
the  exposure  room  is  relatively  small,  significant  neutron  scattering  off  the 
room  walls  occurred,  which  affected  the  fluxes  measured  for  both  sources.  A 
schematic  of  this  room  is  provided  in  Figure  |3.4  on  page  28 


Because  the  primary  objective  of  this  project  was  to  determine  the  ther¬ 
mal  neutron  detection  efficiency  and  thermal  neutron  sensitivity  of  modi¬ 
fied  SRAMs  (see  Section  5.1  for  definitions  of  these  performance  metrics), 
the  neutron  sources  were  moderated  with  polyethylene  to  slow  a  portion  of 
the  neutrons  to  the  thermal  energy  range.  To  determine  what  thickness  of 
polyethylene  moderator  was  most  appropriate  for  each  of  these  sources,  the 
thermal  neutron  flux  and  cadmium  ratio  (a  measure  of  how  therm  ah  zed  the 
neutron  source  is,  see  Sub-Section  B.1.1  on  page  61)  were  determined.  The 
higher  the  cadmium  ratio,  the  more  thermalized  the  neutron  spectrum.  Both 
the  thermal  neutron  flux  and  the  cadmium  ratio  were  measured  through  foil 
activation,  a  technique  discussed  in  detail  in  Section  B.l  on  page  60|  The 
foils  were  held  by  the  detector  stand  during  exposure,  at  a  radial  distance 
of  46  cm  from  the  source.  The  foil  activation  results  are  summarized  in  Ta¬ 
ble  3.2  on  page  29  for  the  PuBe  source  and  Table  3.3  on  page  29  for  the  D-T 
Neutron  Generator.  As  these  results  were  required  only  to  make  a  decision 
about  what  thickness  of  polyethylene  moderator  to  use  for  each  source,  only 
one  reading  was  taken  at  each  thickness  and  no  statistical  uncertainty  for 
these  values  was  calculated. 

For  the  PuBe  slugs,  maximizing  the  thermal  neutron  flux  was  important 
for  the  practical  reason  that  significant  exposure  times  were  required  for 
neutron  fluxes  of  this  low  magnitude.  As  shown  in  Table  3.2  on  page  29,  the 
maximum  neutron  flux  of  250  — % —  with  the  PuBe  slugs  occurred  when  3  in 

r  •  s  0 
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Figure  3.3:  Thermo-Electron  14.3  MeV  D-T  neutron  generator  located  in 
Rickover  Hall. 


of  polyethylene  was  used.  For  thickness  greater  than  3  in,  the  polyethelyne 
acted  as  a  moderator  and  a  shield,  absorbing  a  portion  of  the  neutrons.  This 
accounts  for  the  drop  in  thermal  flux  for  polyethylene  thicknesses  greater 
than  3  in.  It  should  also  be  noted  that  contrary  to  expectations,  the  cadmium 
ratio  did  not  consistently  increase  with  greater  thicknesses  of  polyethylene. 
Hence,  it  is  believed  that  the  cadmium  ratios  for  the  polyethelyne  thicknesses 
of  9  in  and  12  in  shown  in  Table  13.21  are  not  accurate.  Possible  sources  of 
error  are  the  software  used  to  measure  the  induced  activity  in  the  foil  and  the 
complicated  radiation  environment  created  due  to  the  layout  and  dimensions 
of  the  exposure  room.  However,  since  these  thicknesses  of  polyethylene  were 
not  further  used  to  moderate  the  PuBe  source,  this  anomaly  was  not  explored 
further. 

For  the  neutron  generator,  which  provided  neutron  fluxes  significantly 
higher  than  the  PuBe  slugs,  exposure  times  were  not  a  significant  issue. 
Instead,  a  high  cadmium  ratio  was  appropriate  because  a  highly  thermal- 
ized  neutron  environment  would  limit  the  effects  of  fast  neutrons  on  the 
chip.  As  show  in  Table  3.3  on  page  29  the  highest  cadmium  ratio  available 
with  the  neutron  generator  was  with  12  in  of  polyethylene.  Fast  neutron 
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Figure  3.4:  Schematic  of  Rickover  073,  the  United  States  Naval  Academy’s 
neutron  generator  room  and  control  room. 


Polyethylene  Thickness  [in 

0 

3 

6 

9 

12 

Thermal  Flux 

n 

cm  •  s 

60 

250 

130 

90 

50 

Cadmium  Rati 

3 

8 

12 

17 

27 

17 

Tabic  3.2:  Characterization  of  the  PuBe  neutron  generator  environment  with 
varying  polyethylene  thicknesses. 


Polyethylene  [in 

0 

3 

6 

9 

12 

Fast  Flux  xl0~5 

n 

cm2 

s 

17 

8.45 

4.2 

1.9 

0.89 

Thermal  Flux  xlO  5 

n 

b 

cm  •  s 

1.2 

4.8 

3.2 

2.6 

1.8 

Cadmium  Ratio 

9 

10 

13 

14 

16 

Table  3.3:  Characterization  of  the  14.3  MeV  neutron  generator  environment 
with  varying  polyethylene  thicknesses. 


fluxes  were  determined  for  this  source  through  copper  foil  activation  (see 


Sub-Section 

B.1.2  on  page  63 

in  order  to  establish  the  unmodified  SRAM 

as  a  control  chip  (see  Section 

5.2  on  page  40 

).  The  fast  flux  was  inversely 

proportional  to  polyethylene  thickness  since  more  neutrons  were  slowed  to 
the  thermal  range  . 


3.3  Detector  Stand 


Both  of  the  neutron  sources  used  in  this  project  were  assumed  to  be  isotropic, 
emitting  neutrons  uniformly  in  all  directions.  For  this  reason,  a  stand  was 
needed  to  hold  the  array  of  detection  systems  analyzed  in  the  project  at 
the  same  height  and  distance  from  the  neutron  source.  A  detector  stand 
machined  out  of  aluminum  was  designed  for  this  purpose.  Aluminum  was 
chosen  for  the  stand  material  because  of  its  relatively  small  effect  on  the 
neutron  environment  and  the  thermal  neutron  flux.  Windows  were  cut  out  so 
that  the  detection  systems  could  be  easily  mounted  and  unmounted  from  the 
rear,  minimizing  the  amount  of  time  the  user  would  be  exposed  to  radiation 


during  detector  change-outs  (see  Figure  3.5  on  the  next  page).  The  stand 
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Figure  3.5:  Detector  stand  model  shown  flat  with  windows  for  neutron- 
detection  systems. 


was  designed  to  be  arc-shaped  (see  Figures  3.6  on  the  following  page  and  3.7 


on  page  32 )  with  a  radius  of  46  cm  so  that  when  positioned  46  cm  from 


the  neutron  source,  all  the  neutron-detection  systems  would  be  a  uniform 
distance  from  the  source  (regardless  of  the  thickness  of  polyethylene  present). 


3.4  Micro-Controller  #1  and  PC  =#=1  (SRAM 
Core  Operating  Voltage  Control) 

An  aim  of  the  project  was  to  study  the  effect  of  SRAM  core  operating  voltage 


on  neutron  detection  efficiency  and  sensitivity.  As  discussed  in  Section  2.3  on 


page  12[  in  order  for  an  ionizing  particle  to  cause  a  SEU,  the  Qcou  it  induces 
must  be  greater  than  Qcru ■  Many  of  the  factors  that  influence  these  two 
quantities  are  not  controllable.  The  chips  analyzed  in  this  project,  however, 
have  a  variable  core  operating  voltage.  As  a  consequence,  the  node  voltage 
of  the  chip  is  adjustable.  Lower  node  voltages  result  in  lower  values  of  Qcru 
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Figure  3.6:  Detector  stand  model  shown  curved. 


and  a  lower  threshold  required  for  a  SEU  to  occur. 

In  order  to  precisely  control  the  core  operating  voltage  of  the  SRAMs 
tested  in  this  project,  a  Rabbit  3000  microprocessor  was  used  (micro-controller 
#1,  see  Figure  3.8  on  page  33).  Accompanying  software  was  written  in  Dy¬ 
namic  C  that  compiled  to  the  Rabbit  board  where  a  built-in  digital-to-analog 
converter  supplied  requested  voltages.  PC  #1  acted  as  the  user  interface  with 
micro-contollcr  #1,  allowing  for  the  writing  and  implementation  of  core  oper¬ 
ating  voltage  control  software.  There  were  two  important  SRAM  limitations 
considered  in  writing  the  software.  First,  the  core  operating  voltage  could 
not  dip  below  about  0.5  V.  Second,  in  order  to  write  to  or  read  the  chip,  the 
core  operating  voltage  needed  to  be  near  1.80  V.  Violating  either  of  these 
conditions  resulted  in  the  SRAM  losing  the  information  stored  on  the  chip 
and  therefore  losing  information  about  the  radiation  environment.  With  this 
in  mind,  the  software  was  designed  to  transition  between  user-defined  high 
and  low  operating  voltages  by  a  user  defined  voltage  step.  In  addition,  the 
user  could  specify  the  amount  of  time  the  chip  would  remain  at  the  high  and 
low  operating  voltages.  In  this  way,  the  chip  could  accumulate  errors  at  a 
reduced  operating  voltage  for  a  period  of  time,  then  the  operating  voltage 
could  be  increased  so  that  the  chip  could  be  read.  Additionally,  a  signal  con- 
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Track-Etch  Bubble  Chip  Board 

Copper  Foil  Dosimeter  Dosimeter  TLD  SRAM  Indium  Foil 


Figure  3.7:  Detector  stand  fabricated  by  the  United  States  Naval  Academy 
Project  Support  Branch  supporting  neutron-detection  systems. 
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Figure  3.8:  Rabbit  3000  microprocessor  and  supporting  hardware  developed 
by  the  United  States  Naval  Academy  Technical  Support  Department.  Soft¬ 
ware  was  compiled  to  microprocessor  and  the  digital-to-analog  converter 
(DAC)  sent  requested  voltages  to  the  SRAMs. 


ditioning  circuit  was  designed  and  built  to  supplement  the  current  available 


from  the  Rabbit  board’s  digital-to-anolog  converter  (see  Figure  3.9  on  the 


following  page ) . 


3.5  Micro-Controller  ^2  and  PC  #2  (Method 
for  Evaluation  of  SRAM  Sensitivity) 

In  order  to  establish  the  sensitivity  of  an  SRAM  chip  to  radiation,  a  tester 
that  identifies  soft  errors  was  utilized.  A  Xilinx  Spartan-3  board  was  used  for 


this  purpose  (micro-controller  ^2  see  Figure  3.10  on  page  35),  communicat¬ 
ing  serially  with  the  chip  and  a  laptop  PC  running  accompanying  MSDOS- 
based  software  written  in  2004  as  part  of  MIDN  Stephan  Koev’s  Capstone 
Project  [16].  The  tester  loaded  a  predetermined  bit  pattern  on  the  chip  (a 
checkerboard  of  binary  0’s  and  l’s)  and  interrogated  it,  checking  each  time 
for  bit  flips  indicating  the  presence  of  radiation.  After  each  user-prompted 
interrogation,  the  tester  output  the  number  of  SEUs. 
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Figure  3.9:  Current  amplifier  for  micro-controller  #1.  Signal  condition¬ 
ing  circuit  amplified  current  available  from  the  micro-controller’s  digital-to- 


anaolg  converter  (3.9(a)).  3.9(b)  shows  a  schematic  for  the  amplifier. 
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Figure  3.10:  Xilinx  Spartan-3  microprocessor.  Tester  identified  SEUs  by 
writing  a  user-defined  memory  pattern  to  the  SRAM,  interrogating  it,  and 
checking  it  for  bit  flips. 
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Chapter  4 

He^  Interceptor™  Evaluation: 
Performance  Metric  and 
Results 


This  chapter  will  discuss  the  results  obtained  from  the  conventional  neutron- 
detection  systems.  Section  4T  discusses  why  the  comparison  focuses  on  the 
Thermo  Scientific  He3  Interceptor™  system.  Sections  T2  and  T3  will  discuss 
the  performance  metric  used  and  results  obtained  through  the  evaluation  of 
the  Interceptor™. 


4.1  Detector  Output  and  Appropriateness  of 
Comparisons 

Because  each  of  the  five  detection  systems  considered  in  this  project  oper¬ 
ates  utilizing  very  different  mechanisms,  their  outputs  are  different.  The 
three  non-powered  detection  systems  are  designed  for  dosimetry  purposes. 
This  means  that  they  are  intended  to  provide  information  about  neutron 
dose  equivalent.  While  in  the  case  of  the  bubble  dosimeters  and  track-etch 
dosimeters  the  raw  data  can  be  used  to  calculate  a  neutron  detection  effi¬ 
ciency,  they  are  inherently  disadvantaged  without  the  conversion  factors  and 
algorithms  that  convert  their  outputs  into  neutron  dose  equivalents.  This 
being  the  case,  the  non-powered  detection  systems  designed  for  dosimetry 
purposes  do  not  provide  good  comparisons  with  the  SRAMs.  For  this  rea¬ 
son,  this  report  focuses  on  the  powered  detection  considered  for  comparison, 
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the  He3  Interceptor™.  The  results  obtained  for  the  non-powered  systems  are 
included  in  Section  A. 2  In  the  case  of  the  Thermo  Scientific  He3  Intercep¬ 
tor™,  the  detector  provided  a  thermal  neutron  detection  rate  in  units  of  -. 
By  dividing  the  Interceptor™’s  thermal  neutron  detection  rate  by  the  ther¬ 
mal  neutron  flux  and  the  cross-sectional  area  of  the  He3-hlled  tube,  a  thermal 


neutron  efficiency  was  calculated.  This  quantity  is  defined  in  Section  4.2 


4.2  He6  Interceptor™  Performance  Metric 


For  the  purpose  of  this  report,  thermal  neutron  detection  efficiency  (r/)  is 
a  dimensionless  decimal  fraction.  7]  for  the  He3  Interceptor™  is  defined  as 
follows: 

R  ,  . 

Vile3  =  71 - \7~a - w  l4-1) 


where: 


(0 thermal )  (A tube ) 


R  =  thermal  neutron  detection  rate  in  counts  (n)  per  second  [cps] 

n 

4> thermal  =  thermal  neutron  flux 


A 


cm2  •  s 


tube 


=  cross-sectional  area  of  He3  tube  in  Interceptor™  (8.58  cm2  [6]) 


4.3  He3  Interceptor™  Results 

Because  of  the  sensitive  electronic  suite  housed  in  the  Interceptor™,  it  was 
only  exposed  to  the  PuBe  source.  Since  r]He 3  is  normalized  by  thermal  neu¬ 
tron  flux,  it  was  not  necessary  to  expose  it  to  the  D-T  neutron  generator  in 
order  to  compare  its  neutron  detection  efficiency  to  the  SRAM’s.  The  intense 
radiation  environment  created  by  the  D-T  neutron  generator  was  found  to 
quickly  saturate  the  detector  and  could  have  potentially  destroyed  it.  Dur¬ 
ing  its  exposure  to  the  PuBe  source  (moderated  by  3  in  of  polyethclyne),  the 
He3  Interceptor™  was  connected  to  a  PC  located  in  the  generator  control 
room  by  an  extended  USB  cable.  This  allowed  for  real  time  monitoring  of 
the  detector’s  response.  After  the  detection  system  collected  sufficient  data, 
the  thermal  neutron  detection  rate  data  was  downloaded  from  the  He3  In¬ 
terceptor™  and  imported  into  MATLAB  for  analysis.  A  histogram  of  the 


data  collected  is  shown  in  Figure  4.1  on  the  next  page  The  data  followed  a 
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He''  Interceptor  Thermal  Neutron  Readings  Histogram  (PuBe,  3"  Polyethylene) 


700 


R  |cps| 


Figure  4.1:  Histogram  of  He3  Interceptor™  data  collected  when  exposed  to 
PuBe  with  3  in  of  polyethylene  moderator.  Data  followed  a  normal  distribu¬ 
tion. 

normal  distribution.  The  vertical  center  line  represents  the  mean  of  the  data 
and  the  vertical  lines  to  the  right  and  left  represent  one  standard  of  deviation 
below  and  above  the  mean.  From  this  data  it  was  determined  that  ?/He3  was 
0.020  ±  0.010,  where  the  uncertainty  accounts  for  the  nominal  20%  uncer¬ 
tainty  on  thermal  neutron  detection  rates  provided  by  the  manufacturer  [6] , 
and  statistical  variation  in  the  thermal  neutron  detection  rate  data  and  the 
thermal  neutron  flux  data. 
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Chapter  5 

SRAM  Evaluation: 
Performance  Metrics  and 
Results 


This  chapter  details  the  various  characterizations  performed  for  the  memory- 


based  detection  system  this  project  sought  to  analyze.  First,  in  Section  5.1 


the  performance  metrics  used  will  be  discussed.  Sections  |5.2|  and  |5.3|  will  es¬ 
tablish  the  use  of  unmodified  chips  and  controls  as  well  as  outline  the  various 
chip  designs  tested.  Finally,  Section  5A  will  present  the  results  obtained  by 
the  project. 


5.1  SRAM  Performance  Metrics 


In  evaluating  the  performance  of  the  modified  SRAM  detectors,  two  per¬ 
formance  metrics  were  used.  The  first  metric  is  thermal  neutron  detection 
efficiency.  For  the  purpose  of  this  report,  thermal  neutron  detection  effi¬ 
ciency  (rj)  is  a  dimensionless  decimal  fraction  that  is  the  ratio  between  the 
number  of  neutrons  detected  and  the  number  of  neutrons  that  passed  through 
the  aperture  of  the  SRAM  during  a  finite  period  of  time.  For  the  SRAMs, 
neutron  detection  efficiency  is  defined  as  follows: 


^SRAM 


N< 


SEU 


(0 thermal )  (A aperture )  ife) 


(5.1) 
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where: 


-^SEU 


0 thermal 


A. 


aperture 
to 


number  of  SEUs  the  SRAM  suffers  during  a  given  exposure 

n 

thermal  neutron  flux 


cm2  •  s 


aperture  area  [cm2] 
length  of  exposure  [s] 


The  second  metric  is  thermal  neutron  sensitivity.  Neutron  sensitivity 
(S)  is  a  measure  of  the  number  of  fails  per  unit  neutron  fluence  in  units  of 
Neutron  fluence  is  defined  as  the  neutron  flux  integrated  with  respect 

cm2 

to  time  and  represents  the  total  neutron  path-length  per  unit  volume.  For 
mono-directional  sources,  like  the  ones  used  in  this  project,  this  becomes  the 
total  neutron  path-length  per  unit  area.  S  is  defined  as  follows: 

g  _  Aseu 

0 Pthermal )  (^e) 


(5.2) 


where: 


Aseu 

(p thermal 

tP 


number  of  SEUs  the  SRAM  suffers  during  a  given  exposure 

n 

=  thermal  neutron  flux 


cm  •  s 


=  length  of  exposure  [s] 


While  similar  conclusions  can  be  drawn  from  these  metrics,  their  funda¬ 
mental  differences  are  important — especially  when  it  comes  to  future  design 
considerations.  This  project  showed  that  thickness  of  the  B10  conversion 
layer  and  the  core  operating  voltage  of  the  chip  influences  neutron  detection 
efficiency.  Unlike  neutron  detection  efficiency,  the  aperture  area  strongly  in¬ 
fluences  neutron  sensitivity.  Distinguishing  between  these  two  performance 
metrics  is  important  when  making  statements  about  future  generations  of 
this  memory-based  detection  system.  This  distinction  will  be  discussed  in 


Sub-Section  5.4.4  on  page  49  and  Section  6.3  on  page  54 


5.2  Unmodified  SRAM  as  a  Control 

The  modified  SRAMs  are  designed  to  utilize  the  B10(n,o:)Li'  reaction,  which 
has  a  high  probability  of  occurring  when  the  energy  of  incident  neutrons  are 
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in  the  thermal  range  (see  Sub-Section  2.6.2  on  page  20).  For  this  reason,  the 
modified  SRAMs  are  designed  to  be  thermal  neutron  detectors.  SRAMs  can 
suffer  some  errors,  however,  due  to  interactions  between  high-energy  neu¬ 
trons  and  the  memory  cells.  As  a  consequence,  in  order  to  make  statements 
about  the  modified  SRAM’s  thermal  neutron  detection  potential — the  func¬ 
tion  for  which  they  were  designed — there  must  be  a  correction  factor  applied 
to  the  modified  SRAM  data  in  order  to  disregard  the  influence  of  high-energy 
neutrons.  The  unmodified  SRAM,  which  does  not  have  the  advantage  of  a 
B10  conversion  layer,  facilitates  this  distinction.  While  it  did  suffer  a  small 
number  of  errors  during  exposures,  these  errors  are  due  to  neutrons  outside 
the  thermal  energy  range  ||.  The  number  of  errors  the  unmodified  chip  suf¬ 
fered  were  subtracted  from  the  errors  the  modified  chip  suffered  in  order  to 
determine  how  many  errors  were  induced  by  thermal  neutrons.  In  this  way, 
the  unmodified  SRAM  ultimately  served  as  a  control  chip,  allowing  for  de¬ 
termination  of  the  modified  SRAMs’  thermal  neutron  detection  capabilities. 


5.3  Modified  SRAM  Design  Considerations 
and  Specifications 

The  first  generation  of  chips  modified  for  this  project  were  designed  to  opti¬ 
mize  neutron  detection  efficiency.  Thus,  the  most  important  design  con¬ 
sideration  was  the  thickness  of  the  B10  conversion  layer.  Because  using 
SRAMs  as  neutron  detectors  is  a  novel  concept,  data  for  other  semiconductor- 
based  neutron-detection  systems  that  utilize  the  B10(n,a)Li'  reaction  was 
used  to  predict  what  thickness  of  B10  would  optimize  neutron  detection 
efficiency  (i.e.  optimize  the  relationship  between  probability  of  interaction 
and  self-absorption  effects  within  the  conversion  layer).  Research  on  diode- 
based  detection  systems  suggests  that  the  optimum  him  thickness  of  B10  for 
semiconductor-based  neutron  detectors  is  2.4  pm  Ed-  Based  on  the  assump¬ 
tion  that  a  layer  of  B10  thickness  of  about  2.4  pm  would  maximize  neutron 
detection  efficiency  in  SRAMs  and  the  potential  issue  of  the  him  induc¬ 
ing  damaging  compressive  stress  on  the  SRAMs’  active  circuitry,  a  relatively 
small  aperture  area  was  chosen  for  the  hrst  generation  of  chips.  These  SRAMs 
have  B10  conversion  layers  of  varying  thicknesses,  allowing  for  a  characteriza¬ 
tion  of  how  the  B10  thickness  actually  effected  efficiciency.  While  optimizing 
neutron  detection  efficiency  was  desirable,  limitation  of  the  aperture  area  and 
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SRAM  Chip 

Aperture  Area  [cm2 

]  B10  Thickness  [pm] 

Control  Chip 

0.216 

Not  Applicable 

B10  Chip  #1 

0.216 

1.4  ±0.1 

B10  Chip  #2 

0.216 

1.7  ±  0.1 

B10  Chip  #3 

0.216 

2.0  ±0.5 

B10  Chip  #4 

0.420 

1.0  ±0.5 

Table  5.1:  Labels  and  specifications  of  chips  evaluated  in  project.  The  Con¬ 
trol  Chip  was  etched  but  no  B10  was  deposited  in  the  resulting  free  space. 
B10  Chips  #l-#3  all  had  small  apertures  with  B10  thicknesses  ranging  from 
1.4  —  2.0  pm.  A  relatively  small  aperture  was  chosen  for  these  thicknesses  of 
B10  due  to  concern  about  the  stress  induced  on  the  active  circuitry  by  the 
B10  films.  B10  Chip  $4  had  a  larger  aperture  facilitated  by  its  relatively  thin 
B10  film. 


ultimately  neutron  sensitivity  (defined  in  Equation  5.2  on  page  40)  resulted 
in  chips  designed  to  have  a  larger  aperture  area.  Due  to  the  stress  concerns 
previously  discussed,  larger  apertures  required  thinner  B10  films.  To  simplify 
the  discussion  of  the  SRAMs’  performance,  the  two  modified  chips  studied 
in  this  project  are  referred  to  as  B10  Chips  #1,  #2,  #3,  and  #4.  The  design 
characteristics  of  each  are  given  in  Table  5.1  The  uncertainties  provided  for 


the  B10  thicknesses  were  provided  by  NRL  for  B10  Chips  #1  and  ^2  and  by 
the  University  of  Florida  for  B10  Chips  #3  and  #4.  The  uncertainties  differ 
because  different  EBPVD  systems  were  used  to  deposit  the  B10  films. 


5.4  Modified  SRAM  Results 

This  section  summarizes  the  results  obtained  for  the  SRAM-based  detec¬ 
tion  system  evaluated  in  this  project.  It  should  be  noted  that  uncertainties 
presented  throughout  are  purely  statistical  and  represent  the  standard  devi¬ 
ation  of  the  mean,  or  the  standard  deviation  divided  by  the  square-root  of 
the  number  of  observances. 
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Comparison  Thermal  Neutron  Detection  Efficiency 
for  PuBe  Source  and  D-T  Neutron  Generator 


Symbol 

Neutron 

Source 

Thermal  Flux 
|n/(cm2,s)| 

□ 

PuBe 

2.40xl0J 

■ 

D-T  Neutron 
Generator 

I.8xl05 

(I.OOE-HIO  1.00E-05  2.00E-05  3.00E-05  4.00E-05  5.00E-05  6.00E-05  7.00E-0S  S.OOE-05  9.00E-05 


IsRAM 


Figure  5.1:  Thermal  neutron  detection  sensitivities  of  B10  Chip  ^2  when 
exposed  to  PuBe  and  14.3  MeV  D-T  neutron  generator.  Figure  illustrates 
that  7/sram  and  S  were  independent  of  the  source’s  thermal  neutron  flux. 


5.4.1  Thermal  Flux  Dependence 


As  discussed  in  Section  3.2  on  page  24[  the  SRAM’s  rj  and  S  should  be  i 


in¬ 


dependent  of  the  source’s  thermal  neutron  flux.  Figure  5.1  and  Table  5.2 


on  the  following  page|  show  the  0.65  V  and  1.80  V  thermal  neutron  detection 
sensitivities  of  a  modified  SRAM  when  exposed  to  240  ±  10  “  PuBe  slugs 
and  the  1.8  x  105  ±  0.2  x  105  — 


D-T  neutron  generator.  As  Figure 


5.1 


illustrates,  there  was  no  appreciable  difference  between  the  chip’s  neutron 
detection  efficiencies  when  exposed  to  these  two  sources.  With  this  estab¬ 
lished,  it  was  decided  that  additional  data  would  be  collected  with  the  D-T 
neutron  generator  since  the  higher  thermal  neutron  flux  facilitated  shorter 
exposure  times  and  higher  SEU  rates. 
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S  x  105 

SEU 

11 

cm2 

Core  Voltage  [V] 

PuBe  Slugs 

Neutron  Generator 

0.65 

1.6  ±0.1 

1.66  ±0.09 

1.80 

0.59  ±0.05 

0.61  ±0.06 

Table  5.2:  Thermal  neutron  sensitivies  (. S )  of  B10  Chip#3  when  exposed 
to  PuBe  and  14.3  MeV  D-T  neutron  generator  multiplied  by  105.  Values 
illustrate  that  ?7sram  and  S  were  independent  of  the  source’s  thermal  neutron 
flux. 


B10  Chip  # 

Linear  Regression  R2  Value 

Logarithmic  Regression  R2  Value 

1 

0.98 

1.00 

2 

0.97 

0.99 

3 

0.98 

1.00 

4 

0.97 

1.00 

Table  5.3:  R2  values  for  linear  and  logarithmic  regression  analysis  of  core 
operating  voltage  dependence. 


5.4.2  Core  Operating  Voltage  Dependence 


While  lower  core  operating  voltages  were  expected  to  lower  Qcrit  and  therefore 
result  in  increased  rj  and  S  (see  Section  3.4  on  page  30),  it  was  not  known 


how  these  quantities  would  scale  with  reduced  operating  voltages.  In  order  to 
establish  the  relationship,  the  SRAMs  were  tested  at  various  core  operating 
voltages  so  that  the  values  for  rj  at  each  voltage  could  be  compared.  Figure [572] 


on  the  next  page]  and  Figure  |5.3  on  page  46|  show  the  regression  analyses 
performed.  The  coefficient  of  determination  (R2)  values  of  these  regressions 
are  summarized  in  Table  5.3  Values  of  R2  range  from  0-1  and  an  R2  value 
of  1  indicates  that  the  regression  line  perfectly  fits  the  data.  As  indicated 


in  Table  5.3,  the  exponential  regression  better  fits  the  data.  Thus,  it  was 


concluded  that  the  neutron  detection  efficiency  scales  logarithmically  with 
core  operating  voltage. 
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0.5  0.7  0.9  1.1  1.3  1.5  1.7  1.9 

Operating  Voltage  [V] 


Figure  5.2:  Linear  regression  analysis  of  core  operating  voltage  dependence. 


5.4.3  B10  Conversion  Layer  Thickness  Dependence 

When  the  neutron  mean  free  path  is  much  greater  than  the  B10  conversion 
layer  thickness,  the  B10  conversion  layer  thickness  is  directly  proportional 
to  the  probability  that  the  B10(n,o:)Li7  reaction  will  occur.  While  a  high 
probability  of  interaction  between  incident  neutrons  and  B10  is  desired,  the 
secondary  radiation  (Li'  and  a  particles)  must  reach  the  active  circuitry 
of  the  SRAM  and  deposit  enough  energy  to  result  in  a  Qcou  greater  than 
Qcrit  for  a  SEU  to  occur.  As  a  consequence,  the  B10  thickness  must  be 
optimized  to  balance  the  probability  of  interaction  with  the  energy  loss  the 
secondary  radiation  suffers  in  matter.  In  order  to  illustrate  these  competing 
factors,  a  simplified  modeling  analysis  was  conducted  using  “SRIM,”  software 
developed  by  Dr.  J.F.  Ziegler,  that  provides  information  about  the  stopping 


and  range  of  ions  in  matter  [18].  Figure  5.4  on  page  47  shows  the  cross-section 


of  a  modified  SRAM  and  defines  the  locations  where  secondary  radiation 
particle  energies  were  calculated.  The  thickness  of  the  SiC>2  and  Si  layers  were 
taken  to  each  have  thickness  of  0.15  pm  [T9].  The  calculations  summarized 
in  Table  5.4  on  page  47  assume  that  the  B10(n,o:)Li'  interaction  takes  place 
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Thermal  Neutron  Detection  Efficiency  vs.  Operating  Voltage 


Operating  Voltage  [V] 

0.5  0.7  0.9  1.1  1.3  1.5  1.7  1.9 


Aperture  Area 
[cm2] 

0.216 

0.216 

0.216 

0.420 


B10  Thickness 
[pm] 

1.4 

1.7 

2.0 

1.0 


Figure  5.3:  Logarithmic  regression  analysis  of  core  operating  voltage  depen¬ 
dence. 


within  the  first  atom  layer  of  the  B10  conversion  layer  and  the  secondary 
radiation  in  question  recoils  perpendicular  to  the  surface  towards  the  Si02 
and  Si  layers.  Ei,  E2,  and  E3  represent  the  energies  of  the  a  or  Li'  ions 
at  the  start  of  each  layer  as  shown.  As  shown  in  Table  5.4  on  the  next 


page  a  B10  thickness  of  2  pm  will  stop  the  Li'  particle  (i.e.  its  energy  goes 


to  zero)  while  a  B10  thickness  of  1  pm  will  result  in  the  deposition  of  only 
0.024  MeV  from  the  Li'  particle.  The  a  particles,  on  the  other  hand,  deposit 
[0.045  MeV-0.050  MeV].  Based  on  the  value  of  QCrit  for  the  SRAMs  used 
in  this  project,  this  means  that  an  overwhelming  majority  of  the  SEUs  are 
caused  by  a  particles|[9]  |20j.  As  a  consequence,  for  the  chips  analyzed  in  this 
project,  t]Sram  should  increase  with  increased  B10  thickness  as  a  thickness  of 
2  pm  does  not  result  in  a  significant  increase  in  a  particle  energy  depletion 
before  reaching  the  Si  layer  where  the  active  circuitry  is  located. 

Figure  5.5  on  page  48  shows  rj sram  of  B10  Chips  #1,  #2,  and  #3  vs.  B10 
thickness  at  various  operating  voltages.  As  expected,  Psram  scaled  exponen¬ 
tially  with  B10  conversion  layer  thickness  at  all  voltages. 
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Figure  5.4:  Cross-section  of  modified  SRAMS  with  layer  thicknesses.  E1;  E2, 
and  E3  represent  the  energies  of  the  a  or  Li'  ions  at  the  start  of  each  layer 
as  shown. 


Particle  Energy  [MeV] 

1  pm  B10 

2  pm  B10 

Li7 

a 

Li7 

a 

Ei 

0.84 

1.47 

0.084 

1.47 

e2 

0.091 

1.082 

0.0 

0.694 

e3 

0.059 

1.024 

0.0 

0.633 

Energy  Deposited  in  Si 

0.024 

0.045 

0.0 

0.050 

Table  5.4:  Secondary  radiation  (Li'  and  a)  energies  at  layer  boundaries  and 
energy  deposited  in  active  circuitry  (Si)  of  modified  SRAMs  with  2  pm  and 
1  pm  thick  B10  conversion  layers  when  the  B10(n,a)Li'  interaction  takes  place 
within  the  first  atom  layer  of  the  B10  conversion  layer  and  the  secondary 
radiation  in  question  recoils  perpendicular  to  the  surface  towards  the  Si  layer. 
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Thermal  Neutron  Detection  Efficiency  vs.  B10  Thickness  at 
Various  Core  Operating  Voltages 


•  0.65  V 
■  1.00  V 
a  1.40  V 

♦  1.80  V 


B10  Thickness  [fim] 


Figure  5.5:  ?/sram  of  B10  Chips  #  1,  #2,  and  #3  vs.  B10  thickness  at  various 
operating  voltages.  Figure  illustrates  that  t^sram  was  directly  proportional 
to  and  scaled  exponentially  with  B10  conversion  layer  thickness 


48 


Core  Voltage  [V] 

?7sram  x  104  (decimal  fraction) 

B10  Chip  #1 

B10  Chip  #2 

B10  Chip  #3 

B10  Chip  #4 

0.65 

0.54  ±0.04 

0.77  ±0.04 

1.06  ±0.08 

0.65  ±0.04 

1.00 

0.40  ±0.02 

0.53  ±0.03 

0.83  ±0.06 

0.49  ±  0.03 

1.40 

0.28  ±0.02 

0.42  ±0.02 

0.65  ±0.02 

0.40  ±  0.02 

1.80 

0.21  ±0.01 

0.28  ±0.03 

0.52  ±0.03 

0.30  ±0.02 

Tabic  5.5:  77 sram  of  B10  Chips  #l-#4  at  various  core  operating  voltages. 
Values  illustrate  that  B10  Chip  #3  was  the  most  efficient  at  every  core  oper¬ 
ating  voltage  tested. 


5.4.4  Thermal  Neutron  Detection  Efficiency  vs.  Ther¬ 
mal  Neutron  Sensitivity 

In  comparing  the  modified  SRAMs,  it  is  important  to  consider  both  77  and 
S.  Considering  these  two  performance  metrics  illuminates  important  ideas 
about  design  considerations.  Figure  5.6  on  the  next  page  and  Table  5J5  sum¬ 
marize  77  for  B10  Chips  #l-#4.  B10  Chip  #3  was  more  efficient  than  the 
others  at  every  core  operating  voltage  tested.  This  is  due  to  the  fact  that  77 
is  normalized  by  the  aperture  area  of  the  chips,  giving  B10  Chip  #3  an  advan¬ 
tage  due  to  its  greater  B10  thickness.  The  greater  B10  thickness  increases  the 
probability  that  an  incident  neutron  will  undergo  the  B10(n,o:)Li'  reaction. 

While  B10  Chip  #3  proved  to  be  the  most  efficient,  potential  stress  effects 
in  B10  Chip  #3  resulted  in  a  desire  for  a  thinner  B10  him.  In  order  to 
compensate  for  the  decreased  efficiency,  the  aperture  area  of  B10  Chip  $4 
was  increased.  Figure [5?f| and  Table  5.6  on  the  next  page  summarize  S  for  B10 
Chips  #  1— #4.  B10  Chip  $4  was  the  most  sensitive  at  every  core  operating 
voltage  tested.  These  results  illustrate  the  fact  that  sacrificing  efficiency 
in  order  to  allow  for  larger  aperture  areas  results  in  a  more  sensitive  and 
therefore  more  effective  thermal  neutron  detector. 
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Thermal  Neutron  Detection  Efficiency  vs.  Operating  Voltage 


Figure  5.6:  ^sram  of  B10  Chips  #l-#4  at  various  core  operating  voltages. 
Figure  illustrates  that  B10  Chip  #3  was  the  most  efficient  at  every  core 
operating  voltage  tested. 


Core  Voltage  [V] 

S  x  105 

SEU 

n 

crn 

B10  Chip  #1 

B10  Chip  #2 

B10  Chip  #3 

B10  Chip  #4 

0.65 

1.16  ±0.35 

1.66  ±0.41 

2.29  ±0.75 

2.75  ±  0.44 

1.00 

0.86  ±0.24 

1.15  ±0.34 

1.80  ±0.55 

2.07  ±0.28 

1.40 

0.61  ±0.19 

0.90  ±0.25 

1.41  ±0.48 

1.66  ±0.25 

1.80 

0.42  ±0.12 

0.61  ±0.27 

1.12  ±0.33 

1.24  ±0.19 

Table  5.6:  S  of  B10  Chips  #l-#4  at  various  core  operating  voltages.  Values 
illustrate  that  B10  Chip  $4  was  the  most  sensitive  at  every  core  operating 
voltage  tested. 
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Thermal  Neutron  Sensitivity  vs.  Operating  Voltage 


Operating  Voltage  [V] 


Figure  5.7:  S  of  B10  Chips  #l-#4  at  various  core  operating  voltages.  Figure 
illustrates  that  B10  Chip  #4  was  the  most  sensitive  at  every  core  operating 
voltage  tested. 
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Chapter  6 

Detector  Comparison, 
Conclusions  and  Future  Design 
Recommendations 


6.1  Comparison  of  HeJ  Interceptor™  and  Mod¬ 
ified  SRAMs 

In  comparing  the  He3  Interceptor™  and  modified  SRAMs,  it  is  important 
to  consider  both  neutron  detection  efficiency  and  power  requirements.  This 
project  showed  that  the  He3  Interceptor™  was  about  200  times  more  efficient 
than  the  most  efficient  SRAM  (B10  Chip  $=3  operating  at  0.65  V).  However, 
it  should  be  noted  that  the  modified  SRAMs’  estimated  operating  time  on 
the  same  battery  the  He3  Interceptor™  uses  (a  sealed,  internal,  recharge¬ 
able,  single-cell,  3.7  V,  1.95  Ah  lithium-ion  battery)  is  300  times  longer  than 
the  Interceptor™  operating  in  its  lowest-power  “Surveillance  Mode”.  This 
mode’s  estimated  operating  time  was  chosen  for  comparison  because  it  is 
most  comparable  to  the  way  SRAMs  provide  information  about  the  radia¬ 
tion  environment.  In  Surveillance  Mode,  the  Interceptor’s™  LCD  screen  is 
off  and  a  slow  system  clock  is  used  [6j.  This  data  was  collected  via  USB 
communication  with  a  PC.  The  information  relevant  to  this  comparison  is 


summarized  in  Table  6.1  on  the  following  page 
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He3  Interceptor™ 

Modified  SRAM 

Current  Requirement  [mA] 

400 

0.6 

Voltage  Requirement  [V] 

4.4-6 

0.65 

Estimated  Operating  Time  [h] 

60 

18,000 

rj 

2.0  x  10~2 

1.06  x  10-4 

Tabic  6.1:  Comparison  of  He3  Interceptor™  operating  in  “Surveillance  Mode” 
and  B10  Chip  ^3  operating  at  0.65  V.  Surveillance  mode  is  the  Interceptor™’s 
lowest  power  mode  (LCD  screen  is  off  and  a  slow  system  clock  is  used).  B10 
Chip  7^3  (Aaperture  is  0.216  cm2,  B10  thickness  is  2.0  pm)  operating  at  0.65  V 
is  the  lowest  powered,  highest  efficiency  SRAM.  Estimated  operating  times 
are  for  a  fully  charged  3.7  V,  1.95  Ah  lithium-ion  battery. 


6.2  Modified  SRAM  Conclusions 


As  detailed  in  Chapter  [5j  this  project  resulted  in  several  important  conclu¬ 
sions  that  serve  as  a  proof-of-principle  for  an  SRAM-based  neutron  detection 
system.  Further,  it  provided  insights  about  several  design  considerations  that 
will  aid  chip  designers  in  creating  a  more  efficient  and  sensitive  SRAM-based 
neutron  detection  system.  This  section  summarizes  those  conclusions  and 
makes  design  recommendations  for  future  generations  of  the  SRAM-based 
detection  system. 

This  project  established  that  neutron  detection  efficiency  improves  at 
lower  core  operating  voltages,  scaling  logarithmically.  In  addition,  neutron 
detection  efficiency  scaled  exponentially  with  B10  conversion  layer  thickness 
for  the  chips  tested  in  this  project,  making  B10  Chip  ^3  the  most  efficient  at 
every  core  operating  voltage  tested.  It  should  be  noted  that  B10  thicknesses 
beyond  about  2  pm  will  result  in  decreased  neutron  detection  efficiency  due 
to  increased  a  particle  energy  loss  or  stoppage  as  it  traverses  the  conversion 
layer.  Finally,  it  showed  that  while  less  efficient,  an  SRAM  with  a  smaller 
B10  layer  thickness  but  larger  aperture  area  can  result  in  comparable  (and  in 
the  case  of  B10  Chip  #4,  greater)  neutron  detection  sensitivity.  The  results 
of  this  project’s  characterization  of  the  SRAMs  and  the  resulting  conclusions 


are  summarized  in  Table  6.2  on  the  next  page 
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Characterization 
Thermal  Flux  Dependence 


Conclusion 


?7sram  and  S'sram  were  not  dependent 
on  thermal  neutron  flux. 

Core  Operating  Voltage  Depen-  t/sram  and  S'sram  decreased  logarith- 
dence  mically  with  increasing  core  operating 

voltage. 

B10  Conversion  Layer  Thickness  ?7sram  and  S'sram  increased  expo- 
Dependence  nentially  with  increased  B10  thick¬ 

ness  for  the  B10  thicknesses  tested 
(1.0  —  2.0  pm). 

?7sram  vs.  S'sram  An  SRAM  with  a  smaller  B10  layer 

thickness  but  larger  aperture  area  can 
result  in  comparable  values  for  S'sram- 

Table  6.2:  Summary  of  conclusions  resulting  from  experimental  characteri¬ 
zations. 

6.3  Future  Design  Recommendations 

The  SRAMs  evaluated  in  this  project  were  COTS  devices  that  were  modi¬ 
fied  to  increase  their  sensitivity  to  neutrons.  Because  they  were  not  designed 
to  detect  neutrons,  the  SRAMs’  efficiencies  and  sensitivities  were  limited. 
Now  that  the  potential  for  an  SRAM-based  neutron  detection  has  been  es¬ 
tablished,  SRAMs  designed  specifically  for  neutron  detection  can  be  made 
much  more  sensitive.  As  a  result  of  the  information  presented  in  this  report, 
there  are  several  recommendations  for  future  designs.  Chips  should  be  able 
to  operate  at  the  lowest  core  operating  voltage  achievable  and  thinner  B10 
layers  should  be  deposited  over  larger  apertures  in  order  to  avoid  compressive 
stress  issues  induced  by  the  B10  film.  In  general,  there  are  also  improvements 
that  can  be  made  if  chips  are  being  designed  specifically  for  the  purpose  of 
radiation  detection.  First,  in  a  typical  SRAM  only  two  of  the  six  SRAM 
transistors  are  particularly  sensitive  to  SEUs.  In  general,  the  n-type  transis¬ 
tors  are  three  times  more  sensitive  than  the  p-type  transistors  because  of  the 
higher  mobility  of  minority  carriers  in  n-type  devices.  Future  designs  should 
have  larger  gate  areas  for  the  n-type  transistors.  In  addition,  the  n-type  cells 
should  be  surrounded  with  B10.  The  chips  evaluated  in  this  project  only  had 
B10  below  the  circuitry.  Future  models  should  also  have  trenches  of  B10  on 
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Design  Consideration 

Recommendation 

Operating  Voltage 

Lowest  achievable. 

B10  Thickness  and  Aperture  Area 

Efficiency  sacrificed  due  to  thinner  B10 
layers  needed  to  prevent  damage  result¬ 
ing  from  compressive  stress  issues  can 
be  compensated  for  with  larger  aper¬ 
ture  areas. 

n-type  Gate  Area 

Should  be  increased  in  order  to  increase 
sensitive  area. 

B10  Deposition 

Deposit  B10  below,  on  the  sides  of,  and 
on  top  of  sensitive  nodes. 

SRAM  Arrays 

Stack  multiple  SRAMs  in  an  array  to 
improve  cumulative  efficiency  and  sen¬ 
sitivity. 

Table  6.3:  Summary  of  conclusions  resulting  from  experimental  characteri¬ 
zations. 


the  sides  of  the  n-type  transistors  and  on  top  of  the  devices  in  the  form  of 
gate  contacts  made  out  of  B10.  In  addition,  stacking  multiple  SRAMs  in  an 
array  will  improve  the  overall  neutron  detection  efficiency  and  neutron  sensi¬ 
tivity  of  the  SRAM-based  detection  system.  These  design  recommendations 
are  summarized  in  Table  16.31 

While  the  efficiency  of  the  memory-based  detection  system  analyzed  in 
this  project  was  not  competitive  with  the  perforated  semiconductors  being 
studied  at  Kansas  State  University  (see  Section  2.1),  they  have  much  lower 
power  requirements.  Additionally,  the  Kansas  State  University  devices’  effi¬ 
ciencies  are  directly  proportional  to  the  applied  voltage.  The  SRAMs  evalu¬ 
ated  by  this  project  ,  however,  are  more  efficient  at  lower  power.  This  will  be 
particularly  important  when  used  for  remote  detection  of  SNM.  In  addition, 
future  generations  of  the  SRAM  detectors  have  the  potential  to  be  signifi¬ 
cantly  more  efficient  than  the  ones  evaluated  in  this  project,  making  them 
competitive  with  the  devices  developed  by  Kansas  State  University. 
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Appendix  A 

Conventional  Non-Powered 
Detection  System  Results 


A.l  Conventional  Non-Powered  Detection  Sys¬ 
tem  Limitations  and  Detection  Mecha¬ 
nisms 


As  mentioned  in  Section  4.1  on  page  36  the  non-powered  neutron  detection 
systems  were  not  appropriate  comparisons  for  the  SRAM-based  detection 
system  evaluated  in  the  project.  This  was  due  primarily  to  the  fact  that  the 
non-powered  detection  systems  are  designed  for  dosimetry.  For  this  reason, 
the  non-powered  systems  were  not  used  as  direct  points  of  comparison  for  the 
SRAM-based  detection  system.  Instead  the  information  gleaned  from  the 
non-powered  detectors  provided  additional  information  about  the  neutron 
environment. 


A. 2  Conventional  Non-Powered  Neutron  De¬ 
tection  Systems  Results  and  Suggested 
Performance  Metrics  for  Future  Works 


The  results  obtained  from  the  non-powered  detection  systems  available  in 
the  project  are  summarized  in  Table  A.l  on  the  following  page  As  was  the 
case  with  the  majority  of  the  data  presented  in  this  report,  the  uncertainties 
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Dose  Rate 

'  mrem ' 

hr 

Detector 

Energy  Range 

PuBe  Slugs 

Neutron  Generator 

TLD  (w/o  Phantom) 
TLD  (w/  Phantom) 
Bubble  Dosimeter 
Track-Etch  Dosimeter 

Thermal-14  MeV 
Thermal-14  MeV 
Thermal 

Thermal-40  MeV 

34.9  ±  1.7 
Not  Tested 
1.8  ±0.1 

19.4  ±0.6 

21, 000  ±1,000 

54, 000  ±1,000 
Not  Tested 

17, 600  ±  700 

Table  A.l:  Thermal  neutron  sensitivities  of  B10  Chips  #1  and  #2  at  various 
core  operating  voltages. 


provided  are  purely  statistical  and  represent  the  standard  deviation  of  the 
mean.  Due  to  the  complicated  neutron  environment  created  by  the  modera¬ 
tion  of  the  source  and  scattering  of  the  walls  and  equipment  in  the  generator 
room,  the  energy  range  the  detection  systems  are  sensitive  to  plays  an  im¬ 
portant  role  in  analyzing  their  results.  In  addition,  the  algorithm  used  to 
calculate  the  neutron  dose  equivalent  of  the  TLDs  takes  into  account  radi¬ 
ation  interactions  with  the  human  body.  For  this  reason,  a  ”  phantom”  is 
typically  used  to  simulate  a  human  body  during  exposures  when  the  TLD 
is  not  being  worn.  The  phantom  used  in  this  project  was  a  plexiglass  box 
filled  with  water.  It  should  also  be  noted  that  the  bubble  dosimeters  were 
not  exposed  to  the  D-T  neutron  generator  because  they  would  have  quickly 
saturated,  potentially  resulting  in  the  dosimeter  leaking  or  bursting. 

A. 3  Conventional  Non-Powered  Detection  Sys¬ 
tem  Suggested  Performance  Metrics  for 
Future  Work 

While  this  project  did  not  directly  compare  the  non-powered  detection  sys¬ 
tems  to  the  SRAM-based  detection  system,  it  is  possible  to  calculate  neutron 
detection  efficiencies  for  the  bubble  dosimeters  and  the  track-etch  dosime¬ 
ters.  In  the  case  of  the  TLD,  the  only  information  available  was  neutron 
dose  equivalent. 

Bubble  dosimeters  are  read  by  simply  counting  the  bubbles  that  appear 
in  the  tube  after  exposure.  Since  each  bubble  results  from  a  single  neu¬ 
tron  interaction,  the  number  of  bubbles  represented  the  number  of  neutrons 


57 


the  dosimeter  detected.  Two  classes  of  bubble  dosimeters  were  available  for 
testing,  one  that  is  sensitive  to  thermal  neutrons  and  one  that  responds  to 
neutrons  with  energies  energies  in  the  range  [200  keV  —  15  MeV]  (fast  neu¬ 
trons).  Thus,  the  thermal  bubble  dosimeters  were  used  since  their  efficiencies 
could  be  more  directly  compared  to  the  modified  SRAMs. 

While  designed  to  provide  the  same  information  as  the  TLDs,  track- 
etch  dosimeters  are  read  by  counting  the  track  density  on  the  dosimeter  and 
correlating  this  value  to  a  radiation  dose.  The  raw  neutron  track  density 
data,  if  obtainable,  could  be  used  to  calculate  a  pure  neutron  efficiency. 
The  track-etch  dosimeters  tested  were  sensitive  to  fast,  intermediate,  and 
thermal  neutrons  with  the  ability  to  group  them  into  two  categories:  fast- 
and  intermediate-speed  neutrons  and  thermal  neutrons.  This  dosimeter  is 
composed  of  a  track  registering  material  covered  by  two  radiators.  Each 
radiator  covers  about  half  of  the  chip  surface.  One  radiator  is  composed  of 
polyethylene  and  the  second  radiator  is  composed  of  boron-loaded  Teflon. 
The  area  behind  the  polyethylene  radiator  is  intended  to  measure  the  fast 
neutron  dose.  The  area  behind  the  boron-loaded  Teflon  radiator  responds 
to  fast  and  thermal  neutrons.  The  fast  neutron  dose  is  proportional  with 
the  number  of  tracks  found  on  the  fast  side.  Thermal  neutron  dose  was 
calculated  by  subtracting  the  polyethylene  response  from  the  Teflon  radiator 
response. 


A. 3.1  Bubble  Dosimeter 

'/Bubble  = 


Where: 


Ni 


bubble 


(0 thermal )  (-4 tube )  (^e) 

Wubbie  =  number  of  bubbles  in  emulsion 

T  n 

4> thermal  =  thermal  neutron  flux 


cm  •  s 


Atube  =  cross-sectional  area  of  tube  [cm2] 
te  =  length  of  exposure  [s] 


A. 3. 2  Track-Etch  Dosimeter 


'/Track-Etch  — 


/Track 


(0 thermal )  (^e) 


(A.l) 


(A.2) 
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Where: 


Ptrack  =  thermal  neutron  track  density 
</> thermal  =  thermal  neutron  flux 


tracks 


cm 


n 


cnr  •  s 


te  =  length  of  exposure  [s] 


A. 4  Recommendations  for  Future  Work 

A  potential  extension  of  this  project  could  be  to  conduct  a  more  extensive 
evaluation  of  the  bubble  and  track-etch  dosimeters,  ultimately  calculating 
their  neutron  detection  efficiencies  and  comparing  them  to  one  another  as 
well  as  the  SRAM-based  detection  system,  r ]  for  the  bubble  dosimeter  and 
track-etch  dosimeter  are  defined  in  Sub-Sections  A.3.1  on  the  previous  page 
and  |A.3.2  on  the  preceding  page 
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Appendix  B 

Foil  Activation  Theory  and 
Sample  Calculations 


The  theory  outlined  in  this  appendix  is  supported  by  References  [2]  and  m 
Constants  throughout  were  obtained  from  [[22], 

B.l  Foil  Activation  Theory 

Neutron  measurements  can  be  determined  indirectly  through  radioactivity 
that  is  induced  in  some  materials  by  neutron  interactions.  In  general,  the 
saturated  activity  induced  in  a  foil,  A ^  [s_1],  is: 

=  0£aV  (B.l) 


Where: 


=  average  neutron  flux  over  foil  surface 


n 


cm  •  s 


V 


average  macroscopic  absorption  cross-section  over  neutron  spectrum  [cm  x] 
foil  volume  [cm3l 


Thin  metal  foils  can  be  exposed  to  a  flux  of  neutrons  for  a  period  of  time  and 
then  removed  so  that  the  induced  radioactivity  can  be  read  by  a  detector. 
In  this  way,  the  neutron  flux  of  the  source  can  be  calculated. 
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B.1.1  Thermal  Flux  Determination 

Because  it  was  desirable  to  determine  the  thermal  flux,  indium  (In)  and  cad¬ 
mium  (Cd)-covered  indium  foils  were  exposed  to  the  neutron  environment 
and  the  induced  radioactivity  was  read  with  a  hyper-pure  germanium  (HpGe) 
detector.  With  a  high  absorbing  absorption  cross-section  for  low  energy  neu¬ 
trons  and  a  moderately  low  cross-section  for  high-energy  neutrons,  cadmium 
acts  as  a  neutron  filter  (i.e.  high-energy  neutrons  penetrate  the  cadmium 
shield  while  low  energy  neutrons  are  blocked).  In  practice,  the  neutron  flux 
below  the  cadmium  cut-off  (0.6  eV)  is  taken  to  be  the  “thermal  flux”  [2J. 
The  reaction  of  interest  is: 


In115  +  n  — >  In116  +  0.891  7 

The  cadmium  ratio,  Red,  is  the  saturated  activity  of  a  bare  foil,  A^,  divided 
by  the  saturated  activity  of  a  foil  completely  covered  with  Cd,  A 

flcj  =  If  (B.2) 

Red,  can  be  taken  as  a  measure  of  the  source’s  thermalization.  The  greater 
the  cadmium  ratio,  the  greater  the  degree  of  thermalization.  The  cadmium 
difference,  Dcd,  is  the  saturated  activity  of  a  bare  foil  minus  that  of  the 
cadmium-covered  foil.  It  equates  to  the  activity  produced  by  neutrons  whose 
energies  are  less  than  the  cut-off  of  Cd. 


DCd  =  Ab00-Ac00  =  A 


sub—Cd 


(B.3) 


Substituting  Equation  |B.2|  into  Equation  |B.3| yields: 

Ab 


Asub—Cd  _  \b 

^00  —  ^00 


Red 


(B.4) 


Equating  Equation |B.l  on  the  previous  pagejand  Equation |B. 4  and  account¬ 
ing  for  the  use  of  the  detector  (see  my 


Ab 

Ab  -  IE 

TD 

it, 


£QQ(f)  sul)_  (jdR-'aVi 


Cd 


(B.5) 
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where: 


e  =  detection  efficiency  at  E7 
q  =  7/disintegration 

=  fractional  solid  angle  (i.e.  probability  that  7  emitted  will  enter  detector) 


Factoring  out  in  Equation  B.5  on  the  previous  page  yields: 


dqVlcf)  sub—C  d^-1  aM  d 


1  - 


R, 


Cd 


Solving  for  the  sub-cadmium  flux,  (j)sub-Cd: 

„  ,  =  ^  ~  ml 

t  Sub — Cd  cy  yi  t  r 

eqil^aV 

is  determined  by  observed  foil  counts,  therefore: 

,6  A  (C-B) 


where: 


/o  — 


(1- 

e~xte)(e~xtw)(l  —  e~ 

A  = 

1/2  = 

In  2 

tl/2 

half  life  of  In 

C  = 

bare  foil  counts 

B  = 

background  counts 

te  = 

exposure  time 

wait  time 

tc  = 

count  time 

Substituting  Equation  |B.8|  into  Equation  |B.7| yields: 


&  sub—  Cd 


eqQEaVfefwfc 


(B.6) 


(B.7) 


(B.8) 


(B.9) 


fe  =  1  —  e~xte 

fw  =  e~xtw 
fc  =  1  —  e~xtc 
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where: 


Determination  of  e  and  D  will  be  discussed  further  in  Section  IB. 2.1  on  thcl 


following  page l  Note  that  if  the  bare  and  cadmium  covered  foils  have  equal 
exposure  times  and  count  times: 


Red  = 


(  cb  \ 

\e~xtwb  ) 

(  Co  \  ’ 

V  e~xtwc  ) 


(B.10) 


where: 


twb  =  wait  time  of  bare  foil 
twc  —  wait  time  of  covered  foil 

The  term  “wait  time”  refers  to  the  amount  of  time  between  the  removal 
of  the  source  from  the  radiation  environment  and  when  the  detector  begins 
counting  the  induced  radioactivity. 

B.1.2  Fast  Neutron  Flux 

Another  useful  flux  measurement  is  obtained  through  the  use  of  copper  (Cu) 
foils.  Neutrons  induce  gamma  radiation  in  copper  foils  through  the  reaction: 


Cu63  +  n  ->  Cu62  +  2  n  +  1.95  7 


This  reaction  has  a  10  MeV  threshold  (i.e.  the  flux  calculated  will  ultimately 
represent  the  flux  of  neutrons  with  an  energy  greater  than  10  MeV).  This 
will  be  termed  the  “fast  flux.” 

In  the  case  of  copper  foil  activation,  a  sodium-iodide  (Nal)  detector  was 
used  to  detect  the  0.51  MeV  7  emitted  from  the  (n,2n)  interaction  with  Cu63. 
It  is  important,  therefore,  to  determine  the  Nal  detection  efficiency  (e)  for 
E7  =  0.51  MeV.  This  calculation  is  detailed  in  Sub-Section 

Once  the  detection  efficiency  is  known,  the  neutron  flux  can  be  determined 


B.2.2  on  page  67 


by: 


Acu-62(0  —  B ) 
eqn^VfeUfc’ 


(B.ll) 


where: 


Sag3  =  macroscopic  absorption  cross  section 
of  Cu63  to  14.3  MeV  neutrons  [cm-1] 

This  relationships  allow  for  the  calculation  of  the  fast  flux. 
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B.2 


Sample  Calculations 


B.2.1  Thermal  Flux 


In  order  to  calculate  the  sub-cadmium  flux,  Equation  |B.9  on  page  62 
employed.  A  sample  calculation  is  provided  below: 


is 


AmtO  -  B„)(l  -  gL) 

i  sub  Cd  ^  t  r  £  £  -C 

6(jilYjaV  jeJw Jc 

Calculating  the  decay  constant,  Ain: 

In  2  In  2 

Ain  = - = - =  0.0128  min-  =  2.132  x  10-4  s-1 

t\/2  54.2  min 

Bare  foil  counts,  background  counts,  were  obtained  experimentally: 


Cb  =  1402  counts 
Bb  —  0  counts 


Red  is  calcuated  in  accordance  with  Equation  B.10  on  the  previous  page 


Red  = 


(  Cb  \ 

V  e  wb  / 

f  Cc  )  -  7 

\e-\twcj  i 


1402  counts 


e(  — 2.132xlO=rPrT)(60  s) 

_ 130  counts _ 

e(-2. 132X10-4  s-t)(60  s) 


=  10.09 


e  is  determined  for  the  energy  at  which  gamma  rays  are  emitted  by  indium 
through  linear  interpolation  between  two  known  calibration  sources  licensed 
to  the  United  States  Naval  Academy,  namely  Cs137  and  Ba133  as  follows: 

net  counts 
mqtc3.7  X  104 

where: 


(B.12) 


/ 

Q 

q 

tc 

3.7  x  104 


Iae  A<  (present  source  intensity  [pCi] ) 

fractional  solid  angle 

- -  (decimal  fraction) 

disintegration 

count  time 


conversion  factor 


disintegrations 
s  ■  pCi 
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f2  represents  the  fractional  solid  angle,  or  the  probability  that  a  7  emitted  by 
the  foil  will  enter  the  detector.  This  is  purely  a  geometrical  probability  and 
can  be  calculated  from  the  radius  of  the  detector  and  the  distance  between 
the  detector  and  the  source.  Additionally,  for  the  HpGe  detector  used  for 
the  indium  foil  activations,  the  foils  are  placed  directly  on  top  of  the  detector 
head  to  be  read,  resulting  in  a  50%  chance  that  an  emitted  7  will  enter  the 
detector,  hi  would  therefore  be  0.50.  For  Cs137,  E7  =  661.7  keV: 


Io  = 
A  = 
t  = 

Therefore: 


1.0  pCi 

ln(2)  _ 

ln(2) 

- =  0.0231  years  1 

tl/2 

30  years 

4  years, 

363  days  =  4.995  years  (at 

time  of  calculation) 

/  =  1.0 

g  —  (0.0231  year-1)(4.995  year) 

=  0.891  pCi 

And: 


net  counts 
Q 
q 
tc 


264, 462  counts 


0.50 

0.851 


7 

disintegration 


300  s 


Thus, 


ecs-137 


264, 628 

(0.891) (0.50) (0.851) (300) (3.7  x  104) 


For  Ba133,  E7  =  356  keV: 


0.0629 


Io 

A 

t 


1.03  pCi 
ln(2)  _  ln(2) 

1 1/2  10.74years 
25  years,  26  days  = 


=  0.0645  years  1 

25.071  years  (at  time  of  calculation) 


Therefore: 


/  =  1.03  pCi  e-(0-0645  year-1)(25.071  year)  =  q.204 
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Thus, 


net  counts  =  62, 054  counts 
Q  =  0.50 

q  =  0.690- - - - 

disintegration 

tr  =  300  s 


62,054  „  , 

—  _ ? _ —  n  0794 

a  33  (0.204)(0.50)(0.690)(300)(3.7  x  104) 


Therefore  the  detection  efficiency  for  In  (E7  =  417  keV)  is  determined  through 
linear  interpolation  to  be: 

ein  =  0.0761 


It  is  known  that  for  In: 


qIn  =  0.277- - - - 

disintegration 


Based  on  the  placement  between  the  foil  and  detector: 

Q  =  0.50 

The  macroscopic  absorption  cross  section  for  indium  is  determined  as  follows: 


£a  =  Naa, 


where: 


N[n-ibb  =  (isotopic  abundance  of  Inibb)(iVin) 

=  (0.957)70.0348^4 


=  0.0367  x  10" 


,  atoms 


<j a  =  81  x  10  24  cm2 
=  81  b 


Therefore: 


=  0.0367  x  102 


i  atoms 


(81  b) 


=  2.97  cm 
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Volume  is  calculated  using  the  mass  of  the  foil  and  the  density  of  indium: 


?71foil 

P 


0.50  g 
s, 

cm3 


7.31 


0.0684  cm3 


The  time  constants  are  calculated  based  on  the  exposure,  wait,  and  count 
times  used  in  the  foil  activation  experiment  as  follows: 


fe  =  1  —  e  Xlnte  =  1  (saturated) 

j-  _  g-Aln tw  _  g— (2.131x  10-4  s_1)(60  s)  _  Q  gg^ 

f  —  2  g  Aintc  _  2  g— (2.131xl0-4  s_1)(3600  s)  _  q  ggg 


Finally,  we  calculate  the  sub-cadmium  (or  thermal)  flux: 

(2.131  x  10-4  s 1)(1402  counts)  (l  - 


4*sub—Cd 


(0.0761)  (0.277^)  (2.97  cm’1)  (0.0684cm3) (1) (0.987) (0.536) 


=  240- 


n 


cm  •  s 


B.2.2  Fast  Flux 


In  order  to  calculate  the  fast  flux  using  Cu  foils,  it  is  first  important  to  deter¬ 
mine  the  Nal  detection  efficiency  at  the  appropriate  E1.  This  is  calculated 
in  accordance  with  Equation  B.12  on  page  64  using  a  Na22  source  which 
produces  FT,  =  0.51  MeV.  For  the  Na22  source  used: 


Io 


AjVa-22 


t 


0.9117  pCi 
In (2)  _  ln(2) 

f  1/2  2.6  years 

5  years,  1  day  = 


=  0.267  years  1 

5.003  years  (at  time  of  calculation) 


Therefore,  the  source  intensity  at  the  time  of  calculation  is: 

/  =  0.9117  pCi  e-(°'267  year-bM03  year)  =  q^q 


Unlike  the  germanium  detector  used  to  determine  the  thermal  flux,  the  foil 
does  not  lay  directly  on  the  detector  face  so  the  fractional  solid  angle  cannot 
be  taken  as  0.50.  Based  on  the  geometry  of  the  detector,  it  was  determined 
that: 

Q  =  0.262 
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Additionally: 


<?Na-22  —  1-81  — — r 


7 


disintegration 


Therefore: 


tr  =  100  s 


91819 


^Na-22  — 


(0.240)  (0.262)  (1.81)  (100)  (3. 7  x  104) 


=  0.218 


Because  both  Na22  and  Cu  emit  0.51  MeV  7: 

CNa-22  —  e  —  0.218 


With  the  detector  efficiency  determined,  Equation  |B.ll  on  page  63]  can  be 
used  to  calculate  the  fast  flux.  A  sample  calculation  is  included  below: 


0  fast 


Acu-62(C'  —  B ) 

eqnZa63Vfefwfc 


Where: 


Acu-62 

C 

B 

QCvl-62 

fw 

fc 

fe 


In  2  _  In  2 
£1/2  594  s 

1,584  counts 
0  counts 
1.95 


=  1.17  x  10“3  s"1 


7 


disintegration 

g-^Cu-62 tw  _  g— (1.17X  10-3  S_1)(120  s)  _  q  ggg 

_  e-^Cu-62ic  _  _  g— (l-17x  10~3  s_1)(100  s)  _  Q  -qq 
_  g-Acu-62^  _  ^  _  g  — (l-17x  10-3  s_1)(300  s)  _  Q  20g 


To  determine  £a63,  the  following  relationship  is  used: 

^a63  =  Af| 63CTa63 


Where: 

N6 3  =  Cu63  atom  density  (69.1%  of  natural  Cu) 

/  \  /  \  o/i  ettoms 

=  0.691  0.08493  x  1024  =  0.0587  x  1024 - =- 

cm 

cra63  =  Cu63  microscopic  absorption  cross  section  for  14.3  MeV  neutrons 
=  0.53  b 


Therefore: 


SafiS  —  0.0587  x  10 


24 


atoms  \ 


cm 


■) 


(0.53  b) 


3.11  x  10“2  cm"1 


Volume  is  calculated  using  the  mass  of  the  foil  and  the  density  of  Cn: 


V  = 


'^foil 

P 


3.84  g 

8.96A 

cm° 


=  0.429  cm 6 


Finally,  the  fast  flux  can  be  calculated: 


< fifast 


(1.17  x  10  3  s  1)(1,584  counts) 

(0.218)  (1-95^)  (0.262)(3.11  x  10~2  cm"1)^^  cm3)(0.869)(0.110)(0.296) 

a  n 

9.5  x  104 — =— 
cm  •  s 
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